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bronchoscopy navigation in a porcine
model
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Abstract

Background: Virtual bronchoscopy navigation (VBN) is widely used for assistance in the histological examination of
lung nodules. However, little is known about the optimal CT radiation dose for VBN. Therefore, we performed an
animal study to evaluate the feasibility of low dose CT (LDCT) for VBN.

Methods: Ten pigs underwent standard dose CT (as a reference) and four different LDCT protocols: LDCT 1, 120
kVp, 15 mAs; LDCT 2, 120 kVp, 8 mAs; LDCT 3, 100 kVp, 7 mAs; and LDCT 4, 100 kVp, 4 mAs. As targets for the VBN,
10 mm virtual lesions were created in the central and peripheral bronchi. To assess the performance of the VBN, the
navigation direction (direction of reconstructed pathways to the target) and the number of branching’s (the
number of peripheral bronchi to the target) were evaluated.

Results: The mean effective doses significantly differed across the four LDCTs (P < 0.001). For both central
and peripheral virtual targets, there were significant differences in the accuracy of the navigation direction
and the number of branching’s of the VBNs across the four LDCTs (P < 0.001 for all). Regarding the accuracy
of the navigation direction and the number of branching’s, the areas under the curves of the ROCs were
0.9352 and 0.9324, respectively, for central virtual targets, and 0.8696 and 0.8783, respectively, for peripheral
virtual targets. Youden’s index indicated that the optimal effective CT scan dose for both central and
peripheral virtual targets was 0.238 mSv.

Conclusions: LDCT is feasible for VBN.
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Background
According to the National Lung Screening Trial, low
dose computed tomography (LDCT) screening in high-
risk individuals can reduce lung cancer mortality by 20%
compared with screening using chest radiographs [1].
However, there are still major limitations with the use of
LDCT screening, such as the low prevalence of lung
cancer and high rate of false positive results [2, 3]. In
particular, most lung nodules detected on LDCT screen-
ing are benign, and histological examination should
therefore be included in the workup for the confirmative
diagnosis of lung cancer [4].

Fortunately, recent developments in guided bronchos-
copy allow a minimally invasive approach for histological
sampling of small lung nodules with an acceptable diag-
nostic yield [5–7]. Virtual bronchoscopy navigation
(VBN) uses continuous volume CT data to provide
three-dimensional virtual images of the bronchial path-
way to a peripheral lesion [8, 9]. Previous studies
demonstrated that a multimodal approach combining ra-
dial probe endobronchial ultrasound with VBN provided
70–90% successful diagnosis of peripheral lung lesions,
with low complication rates of 1–3% [10, 11].
However, VBN requires thin-section volumetric CT

scans, and accordingly, patients with peripheral lung
nodules on LDCT screening are required to undergo an
additional high-radiation-dose CT scan. If the VBN sys-
tem was able to function appropriately using the existing
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LDCT data, patients with a lung nodule could avoid un-
necessary additional radiation exposure. Therefore, in
the present study, we evaluated the feasibility of LDCT
for VBN through an animal study using live porcine
models.

Methods
Animal models
Ten live female farm pigs were used in the present
study. At the time of the CT scan, the mean age was 8
weeks (range, 10–12 weeks) and the mean weight was
41 kg (range, 34–46 kg). The animal care and use proto-
col of the present study was reviewed and approved by
the Institutional Animal Care and Use Committee of
Pusan National University Yangsan Hospital (Approval
No. 2018–058).

CT protocol and acquisition
The ten pigs each underwent five consecutive CT scans
consisting of four LDCTs with different kVp and mAs
settings, and a standard dose CT as a reference. All CT
images were obtained on a multidetector scanner (Sie-
mens Somatom Definition AS+; Siemens Healthcare,
Forchheim, Germany) using a helical scan technique
without a change in the position of the pigs or a time
delay between consecutive scans. To acquire the CT
scans at total lung capacity, a bag valve mask was used
to provide positive pressure ventilation to the pigs under
conditions of general anesthesia, which were attained
using an intramuscular injection of alfaxalone (5 mg/kg)
and an intravenous injection of vecuronium (0.1 mg/kg).
No intravenous contrast medium was injected, and the
detailed CT protocols are presented in Table 1. First, the
standard dose CT was performed at 120 kVp and 50
mAs, which was then followed by the four low dose CT
scans at 120 kVp and 15 mAs (LDCT protocol 1), 120
kVp and 8 mAs (LDCT protocol 2), 100 kVp and 7 mAs
(LDCT protocol 3), and 100 kVp and 4 mAs (LDCT
protocol 4). The rotation time was 0.28 s for all CT
scans, and all images were reconstructed as 0.6 mm axial
scans using both a high-spatial-resolution kernel (b50f )
and a soft-resolution kernel (b31f). All CT scans were
saved on a picture archiving and communication system
(PACS), which connected with the VBN system (Lung-
Point; Broncus Medical, Mountain View, CA) via the
PACS network. Representative CT scans are shown in
Fig. 1.

To estimate the radiation dose, the dose-length
products were recorded from the scanner output
reports and multiplied by a conversion coefficient
(k = 0.014 mSv/mGy∙cm2 for the adult chest) to ob-
tain the effective dose [12].

VBN and virtual targets
Once the CT data (one standard CT and the four LDCT
protocols) had been directly imported into the VBN sys-
tem across our network, LungPoint software was used to
automatically analyse the volumetric CT images. To per-
form the VBN, two types of virtual targets (one periph-
eral and one central target) were created in each of the
six lobes of the porcine models using the LungPoint
software to place a three-dimensional spherical marker
(10 mm in diameter and 524 mm3 in volume) on the ap-
propriate CT images (Fig. 2a). All virtual targets were lo-
cated beyond the point where the bronchus had a
diameter of less than 5 mm. In detail, the axial CT im-
ages were divided into three zones (Fig. 2b), and the tar-
gets in the middle and outer one-third of the lung
parenchyma were defined as central and peripheral vir-
tual targets, respectively. Finally, 12 virtual targets (six
central and six peripheral) were created in each porcine
model. Once the virtual targets were created, the Lung-
Point software displayed the three-dimensional virtual
bronchial pathways, with these being automatically cal-
culated and reconstructed to reach points as close as
possible to the virtual targets.

Performance of the VBN
The LungPoint software provides up to three recon-
structed paths, with the first path generally being the
most accurate in comparison with the second and third
paths. In each porcine model, the first paths recon-
structed by the LungPoint system using each of the four
LDCT protocols were compared with that reconstructed
using the standard reference CT. Two variables of the
VBN system were investigated to compare the perform-
ance of the VBN using the different-dose CT acquisi-
tions: 1) the navigation direction, which was defined as
the direction of the reconstructed bronchial pathways to
the virtual target, and 2) the number of branching’s,
which was defined as the number of bronchial branches
along the path to the virtual targets after the lobar bron-
chus (please see Fig. 3 for an illustration of how the ac-
curacy measurements were obtained).

Table 1 CT protocols

Standard dose CT LDCT protocol 1 LDCT protocol 2 LDCT protocol 3 LDCT protocol 4

Peak kilovoltage, kVp 120 120 120 100 100

Milliamperes, mAs 50 15 8 7 4

LDCT low dose computed tomography
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Statistical analysis
All continuous variables are presented as the mean
(range). Categorical variables were compared using Pear-
son’s chi-squared test. The Kruskal-Wallis test was used
to compare the effective dose across the four LDCT pro-
tocols. Receiver operating characteristic (ROC) curves
and the area under the curve (AUC) of the ROCs were
calculated to evaluate the feasibility of LDCT for VBN in
terms of radiation dose and VBN accuracy. Youden’s
index was used to determine the optimal CT protocol
with low radiation and acceptable VBN accuracy [13]. A
two-sided P-value of < 0.05 was considered to indicate
statistical significance, and SAS version 9.4 (SAS Insti-
tute, Cary, NC) was used for the statistical analyses.

Results
A total of 120 virtual targets (60 central and 60 periph-
eral virtual targets) were created using LungPoint soft-
ware. The mean bronchial diameters at the positions
where the central and peripheral virtual targets were
placed were 2.0 mm (1.2–4.6) and 1.5 mm (0.8–2.3), re-
spectively. The mean distances from the pleura to the

central and peripheral virtual targets were 32.7 (8.5–
59.3) and 8.4 mm (1.1–15.4), respectively. The mean
numbers of branching’s to the central and peripheral vir-
tual targets were 4.7 (3–10) and 9 (5–23), respectively.

Effective doses
The mean effective dose of the reference standard CT
was 1.68 mSv (1.47–2.03). There were significant differ-
ences in the mean effective doses across the four LDCT
protocols (0.51, 0.28, 0.15, and 0.09 mSv for LDCTs 1–4,
respectively; P < 0.001).

Accuracy of navigation direction
For the central virtual targets, the navigation direction
accuracy of the VBN using both the LDCT 1 and 2 ac-
quisitions was 100% in comparison with that using the
standard CT (Table 2). However, the VBN navigation
direction accuracies using LDCT 3 and 4 were 81.7 and
43.3%, respectively. For the central virtual targets, there
were significant differences in the navigation direction
accuracies across the four LDCT protocols (P < 0.001).

Fig. 1 Representative images of standard and low dose CT scans. a Standard dose CT. b-e Low dose CT scans 1–4

Fig. 2 Virtual targets for the virtual bronchoscopy navigation. a Creation of a three-dimensional virtual target (arrow) located on the peripheral
bronchus (arrowhead) using LungPoint software. b Central (red circle) and peripheral (blue circle) virtual targets created in the middle and outer
one-third of the lung parenchyma, respectively

Kim et al. Respiratory Research          (2019) 20:142 Page 3 of 7



For peripheral virtual targets, the navigation direction
accuracies were also 100% for LDCT 1 and 2, whereas
they were 90 and 31.7% for LDCT 3 and 4, respectively.
The accuracies of the navigation direction to peripheral
virtual targets showed significant differences across the
four LDCT protocols (P < 0.001).

Accuracy of the number of branching’s
In comparison with the standard dose CT, the number
of branching’s to the central virtual targets had accur-
acies of 100, 85, 45, and 0% for LDCTs 1–4, respectively
(P < 0.001). For the peripheral virtual targets, these
accuracy values were 85, 51.7, 21.7, and 0% for LDCTs
1–4, respectively (P < 0.001).

Optimal effective dose
The ROC curves based on the effective doses are shown
in Fig. 4. For the central virtual targets, the AUCs of the
accuracy values of the navigation direction and the num-
ber of branching’s were 0.8696 and 0.9324, respectively
(Table 3), while for peripheral virtual targets these values
were 0.9352 and 0.8783, respectively. Analysis of the
Youden’s index indicated that the optimal effective doses
for central virtual targets were 0.126 and 0.238 mSv for
the navigation direction and number of branching’s,
respectively. For the peripheral virtual targets, the opti-
mal effective doses were also 0.126 and 0.238 mSv for
the navigation direction and number of branching’s,
respectively.

Discussion
Using VBN for three-dimensional guidance, bronchos-
copy can approach a peripheral lung lesion through the
complicated bronchial tree [14]. Although previous stud-
ies reported VBN as a promising navigational modality
[15, 16], they did not evaluate the optimal CT protocol
for VBN performance. The results of our animal experi-
ment suggest that VBN can be performed using LDCT
data. As far as we are aware, this is the first report in
which the optimal effective dose CT scan for VBN was
evaluated.

Fig. 3 Guidance screen of the VBN. The red line represents all bronchial pathways and the blue line is the automatically searched-for route with
the closest access to the virtual target. The navigation direction accuracy was defined as the concordance in the progression of the blue line
between the VBN using low dose CT and that using standard dose CT. The number of branching’s was defined as the number of red lines that
directly branched from the blue line, and the accuracy of the number of branching’s was defined according to the concordance of this number
between the VBNs using low dose and standard dose CT. VBN = virtual bronchoscopy navigation

Table 2 Comparisons of the VBN performance using the four
LDCTs

LDCT 1 LDCT 2 LDCT 3 LDCT 4 P value

Accuracy of navigation direction

Central targets, % 100 100 81.7 43.3 < 0.001

Peripheral targets, % 100 100 90 31.7 < 0.001

Accuracy of the number of branching’s

Central targets, % 100 85 45 0 < 0.001

Peripheral targets, % 85 51.7 21.7 0 < 0.001

VBN virtual bronchoscopy navigation, LDCT low dose computed tomography
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Because the individuals who undergo screening for a
high-risk of lung cancer typically have a longstanding
smoking history that leads to pulmonary emphysema
and reduced lung functions [17, 18], guided bronchos-
copy combined with a navigational modality such as
VBN for the histological examination of peripheral lung
lesions is becoming increasingly important [16, 19, 20].
A previous randomised trial reported that when radial
probe endobronchial ultrasound was combined with

VBN, the diagnostic yield of peripheral lung lesions was
improved in comparison with procedures using only ra-
dial probe endobronchial ultrasound [10]. In addition,
VBN requires no specific training, and the overall com-
plication rate of bronchoscopy with VBN is reported to
be only 1% (95% confidence interval, 0.2–1.8%) [9].
As the accuracy of VBN depends on the quality of the

acquired CT information, the reconstruction of CT im-
ages with a slice thickness of 1 mm or less is generally
recommended for the various VBN systems [9, 14].
When a peripheral lung lesion is found on LDCT
screening or the raw data from a previous conventional
CT scan are unavailable, another CT scan with an add-
itional radiation exposure is generally performed to
allow the reconstruction of the thin sections required for
VBN. If a peripheral lung lesion is revealed to be benign
on pathological examination, the patient may have re-
ceived an unnecessary extra CT scan for the VBN, and
the radiation hazard from the unnecessary CT could
consequently increase the future risk of cancer develop-
ment [21, 22]. Thus, in patients undergoing repeated CT
scans, the ALARA (as low as reasonably achievable)

Fig. 4 ROC curves of the optimal effective low dose CT scan doses for VBN performance. a ROC curve of the navigation direction for central
virtual targets. b ROC curve of the number of branching’s for central virtual targets. c ROC curve of the navigation direction for peripheral virtual
targets. d ROC curve of the number of branching’s for peripheral virtual targets. VBN = virtual bronchoscopy navigation

Table 3 Analysis of the optimal effective dose for VBN

Central virtual
targets

Peripheral virtual
targets

AUC of ROC curve based on effective dose

Navigation direction 0.8696 0.9352

Number of branching’s 0.9324 0.8783

Youden’s index, mSv

Navigation direction 0.126 0.126

Number of branching’s 0.238 0.238

VBN virtual bronchoscopy navigation, AUC area under the curve, ROC receiver
operating characteristic
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principle is relevant [23], and in this context, our study
is unique and valuable in trying to find the optimal CT
protocol for VBN in respect to the radiation dose to the
patient.
For central virtual targets, the accuracy of VBN using

LDCT 1 or 2 was identical to that using standard dose
CT. When the accuracies of both the navigation direc-
tion and the number of branching’s are considered, the
optimal effective CT scan dose for central virtual targets
was 0.238 mSv, which corresponds with LDCT protocol
2 (mean effective dose = 0.28 mSv). Although the accur-
acies of VBN for peripheral virtual targets using LDCT
were lower than those for central virtual targets, the op-
timal effective CT scan dose was again calculated as
0.238 mSv using Youden’s index, which also corre-
sponded with LDCT protocol 2. Our results suggest that
VBN can be performed with LDCT data with a mini-
mum effective dose of 0.238 mSv. If VBN can be accur-
ately performed using LDCT data, the LDCT data from
lung cancer screening could be used for the VBN, with-
out the need for an additional CT scan. Even if the raw
CT scan data are unavailable, an additional CT scan for
VBN purposes could be performed using a low dose
protocol.
The present study has several limitations requiring

acknowledgement. First, it is uncertain whether the
CT scans were performed at total lung capacity in
each porcine model. However, we used a bag valve
mask during the CT scan, which provided positive
pressure to the peripheral bronchi of the pigs. Sec-
ond, the effective doses were calculated with a con-
version coefficient for the adult chest (k = 0.014 mSv/
mGy∙cm2). Although the porcine lung may not be a
perfect substitute for adult human lungs, this is a
widely used simplified method to quickly estimate the
effective dose from the dose-length product and sets
of age- and body region-specific k-coefficients [23].
Third, because all the VBNs were performed using
LungPoint software, our results cannot be generalised
to other VBN systems. Fourth, we used experimental
pigs with biased sex and weight. Finally, although the
anatomical structure of the respiratory system is simi-
lar between humans and pigs [24], the results of our
animal experiments should be verified in a future hu-
man study using novel technology [25, 26].

Conclusions
The results of this study using live porcine models sug-
gest that VBN can be performed using LDCT data. The
minimum required effective dose for VBN operation is
0.238 mSv, which corresponds with the LDCT protocol
2 of the present study (peak kilovoltage, 120 kVp; milli-
amperes, 8 mAs).
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