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Abstract 

Delivery of medications to preterm neonates receiving non-invasive ventilation (NIV) represents one of the most 
challenging scenarios for aerosol medicine. This challenge is highlighted by the undersized anatomy and the complex 
(patho)physiological characteristics of the lungs in such infants. Key physiological restraints include low lung volumes, 
low compliance, and irregular respiratory rates, which significantly reduce lung deposition. Such factors are inherent 
to premature birth and thus can be regarded to as the intrinsic factors that affect lung deposition. However, there are a 
number of extrinsic factors that also impact lung deposition: such factors include the choice of aerosol generator and 
its configuration within the ventilation circuit, the drug formulation, the aerosol particle size distribution, the choice 
of NIV type, and the patient interface between the delivery system and the patient. Together, these extrinsic factors 
provide an opportunity to optimize the lung deposition of therapeutic aerosols and, ultimately, the efficacy of the 
therapy.

In this review, we first provide a comprehensive characterization of both the intrinsic and extrinsic factors affecting 
lung deposition in premature infants, followed by a revision of the clinical attempts to deliver therapeutic aerosols 
to premature neonates during NIV, which are almost exclusively related to the non-invasive delivery of surfactant 
aerosols. In this review, we provide clues to the interpretation of existing experimental and clinical data on neona-
tal aerosol delivery and we also describe a frame of measurable variables and available tools, including in vitro and 
in vivo models, that should be considered when developing a drug for inhalation in this important but under-served 
patient population.
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Background
Premature infants are a heterogeneous patient popu-
lation comprising infants of different gestational age, 
weight, and organ development; these factors contribute 
to a plethora of clinical conditions, including respiratory 
diseases [1]. Infants born at an early GA have structurally 

and functionally immature lungs and can be classified 
according to their ability to breathe spontaneously, which 
is a major determinant of the level of the required res-
piratory support. Spontaneous breathing depends on not 
only lung maturation, but also on the developmental sta-
tus of the central nervous system and its ability to man-
age the respiratory drive and the control of respiratory 
muscles [2, 3].
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The prompt identification of patients who can breathe 
independently is particularly important, given the widely 
established detrimental effects of invasive mechani-
cal ventilation on the premature lung [4]. Premature 
infants exposed to mechanical ventilation are at higher 
risk of developing bronchopulmonary dysplasia (BPD) 
[5] a chronic lung disease that is preceded by pulmonary 
inflammation and which ultimately leads to abnormal 
lung development [6–8]. Indeed, mechanical ventilation 
should be restricted to those infants with inadequate 
respiratory drive, to reduce the incidence of detrimen-
tal long-term pulmonary consequences [9]. Premature 
infants may also eventually develop one or more associ-
ated pulmonary comorbidities such as postnatal pulmo-
nary infections [10] or persistent pulmonary vascular 
hypertension [11].

Several techniques to increase the success of non-
invasive ventilation (NIV) were developed over the last 
twenty years for the management of neonatal Respiratory 
Distress Syndrome (nRDS) [12]. The clinical efficacy of 
these techniques and associated reduced exposure of the 
fragile immature lungs to deleterious mechanical venti-
lation contributed to a gradual switch in the manage-
ment of spontaneously-breathing infants. Consequently, 
NIV instead of mechanical ventilation is increasingly the 
standard of care [9].

In addition to NIV, spontaneously-breathing prema-
ture infants still require pharmacological interventions 
to treat the comorbidities associated with lung immatu-
rity. These  treatments may include intravenous antibiot-
ics [13], corticosteroids [14], and intratracheal exogenous 
surfactant [9, 15]. The lung bioavailability of these drugs 
could be increased significantly if these drugs were 
administered directly to the pulmonary site of action via 
aerosol delivery, thereby reducing the undesired systemic 
exposure of some medications [16]. Moreover, in the 
case of surfactant replacement therapy, aerosol delivery 
could mitigate the associated iatrogenic risks of intuba-
tion for intrapulmonary surfactant delivery, and sustain 
the beneficial effect of non-invasive respiratory support 
[17–19]. Moreover, the development of a method to 
deliver aerosolized drugs efficiently to premature infants 
could also give rise to new pharmacological therapies. 
Relevant therapies that show encouraging results in pre-
clinical studies include anti-inflammatory drugs [20–25], 
anti-infectives [26, 27], molecules promoting epithelial 
growth and integrity (e.g. Vitamin A and D) [28–31], vas-
odilators [32], as well as surfactants [19, 33–36].

Non-invasive pulmonary drug delivery to premature 
infants has been explored with several different devices 
either integrated within the NIV circuit (e.g. nebulizers) 
[37–39] or given to the patients during temporary cessa-
tion of NIV (e.g. using a pressurized metered dose inhaler 

with a spacer chamber) [40]. Nevertheless, although aer-
osol delivery is an intuitive concept as a targeted method 
to deliver medications during NIV, very low actual lung 
deposition rates (< 1% of the nominal dose) are reported 
in the literature for premature infants [39, 41]. Further, 
no aerosolized drug is approved for this patient popula-
tion. Consequently, aerosol delivery to spontaneously-
breathing premature infants managed with NIV remains 
a significant unmet clinical need.

The challenges of developing a drug for nebulization 
in premature infants are highlighted by the undersized 
anatomy and the complex (patho)physiological charac-
teristics of the lungs in such infants. Key physiological 
restraints include low lung volumes, low compliance, 
and heterogeneous respiratory rates. These characteris-
tics reduce lung deposition of aerosolized medications 
compared to older paediatric patients and adults [42, 43]. 
Such factors are inherent to premature birth and thus we 
will refer to them as the intrinsic factors that affect lung 
deposition. However, extrinsic factors also impact deposi-
tion: such factors include the choice of aerosol generator 
and its configuration within the ventilation circuit, the 
drug formulation, the aerosol particle size distribution, 
the choice of NIV type, and the patient interface between 
the delivery system and the patient. Together, these 
extrinsic factors provide an opportunity to optimize the 
lung deposition of therapeutic aerosols and, ultimately, 
the efficacy of the therapy.

This review addresses the key variables that influence 
the efficacy of drug aerosolization in spontaneously-
breathing preterm infants managed with NIV, and con-
sider both the intrinsic and extrinsic factors that may 
affect the delivered lung dose. We will also consider 
preclinical and clinical evidence published to date. Our 
aim is to provide clues to the interpretation of exist-
ing data and to describe a frame of measurable variables 
and available tools, including in  vitro and in  vivo mod-
els, that should be considered when developing a drug 
for inhalation in this important but under-served patient 
population.

Factors affecting lung deposition in preterm 
neonates
Delivery of medications to preterm neonates man-
aged with NIV represents one of the most challenging 
scenarios for aerosol medicine. The process encom-
passing aerosol generation and deposition is mainly 
governed by the laws of fluid dynamics. Therefore, the 
aerosol particle size distribution, the air-flows within 
the NIV circuit and in pulmonary airways, and the 
calibre of the “pipes” through which the aerosol-con-
taining air is transported decide the fate of therapeu-
tic particles. Awareness of all the factors that influence 
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aerosol deposition may give rise to strategies that max-
imize the efficiency of aerosol therapies directed to 
spontaneously-breathing premature neonates. Thus, in 
this section we address both the intrinsic and extrinsic 
factors that influence lung deposition during aerosol 
delivery to premature infants managed with NIV.

Intrinsic factors affecting lung deposition
Lung deposition reported for mechanically-ventilated 
and spontaneously-breathing adults ranges between 
5–10% and 10–25% of the nominal dose, respectively 
[43]. In contrast, the lung deposition values reported 
for both intubated and non-intubated premature neo-
nates are very low at around 1% of the nominal dose 
[39, 41, 44]. This difference in lung deposition as a 
function of patient population is explained primar-
ily by the smaller size of premature infants. How-
ever, other factors such as the anatomical and (patho)
physiological differences between these patient groups 
account for the attenuated aerosol lung deposition in 
premature infants compared to adults.

Anatomy of the respiratory system of premature infants
There are significant differences between the upper air-
way of newborn infants and adults. Compared with adult 
anatomy, the epiglottis is relatively high in the pharynx of 
newborn infants and therefore closer to the soft palate, 
which reduces the resistance to air entering through the 
nasopharynx (Fig. 1) [45]. Consequently, newborn infants 
are preferential nasal breathers until approximately 
five months of age [46]. For this reason, the attempts to 
deliver an aerosolized drug to infants have been almost 
exclusively performed through the nasal route. Aero-
solization through the mouth may elicit the swallowing 
reflex as well as glottic closure promoting pharyngeal 
drug accumulation such that drug may subsequently be 
swallowed rather than inhaled. The narrow nasal pas-
sages account for up to 50% of airway resistance [47], and 
may therefore promote the impaction of therapeutic aer-
osol particles. The cross-sectional area of the nasal pas-
sages may decrease further due to endogenous secretions 
[48], or due to accumulation of nebulized aerosol parti-
cles. Another important anatomical difference between 
adults and newborns is the alignment of the epiglottis 

Fig. 1 Differences in the anatomy of the pharynx and larynx of an adult (left) and an infant (right) and their effect on the pathway of aerosol 
particles (represented by pink dots). Premature infants receive nebulization while lying in a cot or in an incubator (upper panel) whereas 
nebulization is normally administered to adults with the patient in a seated or erect position (lower panel). Thus, the anatomical differences 
between adult and neonate are compared for a lying down position in Fig. 1. This graphic highlights the main differences that make the pathway of 
aerosol particles more curvy in premature infants, potentially reducing the effective delivery of nebulized substance to the lungs.
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with the trachea: the epiglottis in adults is more aligned 
with the trachea compared with newborns [49]. In new-
borns, the epiglottis forms a more oblique angle with the 
trachea and imposes an additional impediment for the 
transport of aerosol particles from the pharynx into the 
trachea. Every angle encountered by the aerosol-con-
taining air stream enroute to the peripheral lungs (e.g. 
branching angles of the bronchi and bronchioles) leads to 
significant inertial impaction of aerosol particles [50], in 
turn, reducing the amount of aerosol reaching the lung 
periphery. A fraction of the aerosols impacting on the 
airways may then be transported out of the lungs by the 
mucociliary clearance and swallowed [51].

The diameter of the trachea, bronchi and bronchi-
oles are narrower in term newborns than in older chil-
dren and adults. The estimated geometry of the neonatal 
trachea (Generation 0, G0) at term is characterized by 
a diameter of 5.4  mm and a length of 36  mm [52]. The 
cross-sectional area and length of the airways decrease 
progressively as the air-flow moves distally towards 
deeper airway generations; airway diameter at G10 is 
estimated to be 0.33 mm and it tapers down to 0.12 mm 
at G20 [52].

Airway calibre in premature neonates is even nar-
rower; Fishman and Pashley analysed the airway size 
from specimens of 39 prematurely-born infants ranging 
between 21–40 weeks’ gestation and a birthweight rang-
ing between 390–3 600  g [53]. They described a hyper-
bolic function relating tracheal diameter and birthweight: 
premature infants with a birthweight between 390  g 
and 1  000  g had a tracheal diameter ranging between 
2.0–3.5  mm, whereas those with a birthweight between 
1  000  g and 2  000  g had a tracheal diameter ranging 
between 3.5–4.0 mm. Whilst, infants with a birthweight 
higher than 2  000  g had a tracheal diameter ~ 4.0  mm. 
Similar tracheal dimensions were reported by Richards 
and Farah after visualizing the fetal upper airway of 120 
patients by ultrasound imaging [54]. This sonographic 
study reported that the tracheal diameter increased from 
a mean of 2.4  mm at 18  weeks to 4.6  mm at 38  weeks. 
These narrow conducting airways favour the impaction 
of aerosol particles and promote a more central pattern 
of lung drug deposition [39].

(Patho)Physiology of the premature lung
The lungs of premature infants are structurally and bio-
chemically immature. Most premature infants requir-
ing ventilation support are born in the saccular phase 
of lung development, which spans from the 24th to the 
36th week of gestation [55]. During the saccular phase, 
the alveolar ducts (defined as the last airway generation 
before the development of mature alveoli) start forming 
in the distal lung [55]. Also, the synthesis and secretion 

of pulmonary surfactant by the type II alveolar cells starts 
approximately at the 24th week of gestation and increases 
steadily until birth [56]. Surfactant in the alveolar space 
modulates the surface tension throughout the respira-
tory cycle, reducing it almost to zero at low gas volumes, 
preventing alveolar collapse at end-expiration [57]. Given 
the gradual increase in the intrapulmonary surfactant 
pools with advancing maturation, it follows that lowest 
levels of intrapulmonary surfactant will be in the most 
immature infants. Therefore, the most immature infants 
are at highest risk of developing nRDS [58]. Moreover, 
these younger infants are potentially also those with a 
higher requirement for less-invasive surfactant delivery 
via aerosol.

One of the main pathophysiological features of nRDS 
is a low distending lung volume at end tidal respiration, 
referred to as the functional residual capacity (FRC). 
The low FRC in infants with nRDS is a consequence of 
the low intrapulmonary surfactant pools at birth [59], as 
well as increased compliance of the chest wall of prema-
ture infants compared to the adult chest wall [60]. Con-
sequently, the lungs of nRDS infants are characterized 
by widespread atelectasis, reduced pulmonary compli-
ance, and low tidal volumes (VT) for which they try to 
compensate increasing the respiratory rate. Dekker et al. 
determined the tidal volume (VT) of 23 premature infants 
(GA  29+0;  27+5–31+0; mean and interquartile range, IQR) 
with a mean birth weight of 1 252 g (IQR 1 050–1 388 g) 
immediately after birth [61]; infants showed a mean VT of 
2.7 mL/kg (IQR 1.0–5.7 mL/kg) in the first 4 min of life, 
which increased to 2.9 mL/kg (IQR 1.3–5.4 mL/kg) in the 
first 7 min of life. The mean respiratory rate of the group 
of infants in the Dekker study was 23 breath/min (IQR 
7–36 breath/min). te Pas et al. also investigated the first 
breaths immediately after birth of 13 term (birth weight 
3340 ± 530  g) and 12 premature newborns (≥ 31  weeks’ 
GA, birth weight 2000 ± 560  g) who were not expected 
to require respiratory support [62]. They reported that 
80% and 85% of the analysed breaths from premature 
and term newborns, respectively, showed braked expira-
tions (i.e. expiratory hold postponing the main expiratory 
flow). The reported mean respiratory rate for premature 
infants with a breathing pattern with braked inspirations 
was 60 ± 30 breaths/min, with inspiratory and expiratory 
times of 0.32 ± 0.14 s and 1.03 ± 0.84 s, respectively. The 
mean respiratory rate during breathing with unbraked 
expirations was 90 ± 26 breaths/min with no difference 
in the inspiratory time (0.30 ± 0.13 s) compared with 
the braked breathing pattern but a significant shorter 
expiratory time (0.41 ± 0.16 s). The authors reported 
four braking mechanisms: prolonged expiration, breath 
hold, grunting, and crying [62]. Premature infants suf-
fering from mild-to-moderate nRDS may display higher 
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respiratory rate (> 60 breaths/min) and additional abnor-
mal respiratory patterns, including periodic breath-
ing and episodes of apnoea. Indeed, the frequency of 
apnoeic episodes correlates inversely with gestation, and 
apnoeas are present in nearly all infants born at less than 
26 weeks’ gestation [63].

Compared to other paediatric populations or adults, 
the tidal breathing indices of premature infants set a 
challenging scenario for aerosol medicine (Table 1). Low 
VT and high respiratory rate with short inspiratory times 
combine to limit the amount of aerosol entering the 
lungs of premature infants and reduce the residence time 
of aerosol particles within the lungs, which has a signifi-
cant negative impact on lung deposition.

Practical example of aerosol deposition 
in a spontaneously‑breathing premature infants
The low efficiency of nebulized therapies in premature 
infants is illustrated with a simplified example. Imagine a 
premature infant (~ 29  weeks’ gestation, ~ 1 250  g birth-
weight) supported with nasal Continuous Positive Airway 
Pressure (nCPAP) delivered by a ventilator. The clinicians 
aim to treat this infant with a nominal dose of 2.0 mg/kg 
of a drug administered via nebulization with the nebu-
lizer positioned within the inspiratory limb of the nCPAP 
circuit, as in Fig. 2 (top). If the bias flow is 7 L/min and 
the VT and respiratory rate of this premature infant are 
6.0 mL/kg and 60 breaths/min, respectively, these respira-
tory parameters would yield a minute ventilation (VE) of 
0.45 L/min. If we assume that the nebulizer has a constant 
aerosol drug output of 2.5 mg/min, then the aerosol par-
ticles will homogeneously distribute in the 7 L of gas that 
feeds the inspiratory limb every minute, reaching an aero-
sol drug concentration of 0.35  mg/L in the inspired gas. 
Under these conditions, the maximum lung dose in this 
example would be 0.15  mg (or 0.12  mg/kg), accounting 

for just 6% of the nominal dose. However, in a real clinical 
scenario the maximum dose would be diminished further 
by: (1) the residual drug remaining in the nebulizer; (2) 
the amount of aerosol depositing in the NIV circuit and 
in the nCPAP interface; and (3) the aerosol that enters the 
lung but is rapidly exhaled due to the low lung residence 
time of the particles within the lungs [42]. If a jet nebu-
lizer was used, the aerosol would be diluted (and hence 
inhaled dose reduced) even further by the driving gas 
required to generate the aerosol (e.g. 2–6 L/min for low 
gas volume jet nebulizers) that would decrease the aerosol 
drug concentration in the inspiratory air-flow to less than 
0.71 mg/L. This example assumes a constant and regular 
respiratory rate and does not consider potential aerosol 
losses due to air-leaks, which are common during NIV 
and will further compromise aerosolized drug delivery.

In summary, the patient-related, intrinsic factors of 
spontaneously-breathing premature infants set a signifi-
cantly challenging situation for aerosol medicine. Never-
theless, gaining awareness of the anatomy and physiology 
of this patient population is essential to implement neo-
nate-focused aerosol delivery strategies that will further 
optimize lung deposition. Therefore, the next section 
describes the factors that are extrinsic to premature 
infants (e.g., NIV type, nebulizer, patient interface) and 
which influence aerosol deposition and, ultimately, also 
the delivered lung dose.

Extrinsic factors affecting lung deposition
Aerosol delivery devices
Nebulizers, pressurized metered dose inhalers (pMDI), 
and dry powder inhalers (DPI) are the most common 
devices used in aerosol medicine [68]. pMDIs use a pro-
pellant under pressure to generate a metered aerosol 
dose  through a nozzle and they  are widely used in the 
daily management of Asthma and Chronic Obstructive 

Table 1 Representative respiratory indices across the lifespan

Adapted from Xi et al.[64]

RR, respiratory rate; I:E, Inspiratory-expiratory ratio;  Ti, inspiratory time; VT, tidal volume; VE, minute ventilation

*Premature infant data from te Pas et al. [62]; representative data from other pediatric populations and adults from Fleming et al., Gagliardi et al., and Rusconi et al.
[65–67]

Premature newborn infant 
(2 kg)*

Healthy newborn (10 
d old)

7-month-old 5-year-old Adult 
(53-year-
old)

RR, cycles/min 90 44 25 21 12

I:E 1:2.5 1:3 1:2 1:2 1:2

Ti, s 0.30 0.34 0.80 0.95 1.67

Flow, L/min 2.9 3.8 6.5 11.2 18.0

VT, mL 7.4 22.0 87.0 177.0 500.0

% of adult VT 1.5 4.4 17.4 35.4 100

VE, L 0.66 0.96 2.17 3.71 6.00
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Fig. 2 Intrinsic and extrinsic factors influencing aerosol drug delivery in premature infants. The figure depicts two possible scenarios: (1) nebulizer 
positioned in the inspiratory limb of a standard constant flow ventilator (top); this nebulizer positioning could also be applied to bubble Continuous 
Positive Airway Pressure (CPAP) and variable flow drivers, and to High Flow Nasal Cannula (HFNC); (2) nebulizer positioned between the Y piece and 
the patient interface in a standard constant flow ventilator (bottom); this nebulizer positioning could be compatible with bubble CPAP but not with 
variable flow drivers nor HFNC
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Pulmonary Disease (COPD). DPIs deliver a dose of a 
drug as a powder along with the inspiratory effort of 
the patient [69]. Inspiratory flows > 30 L/min are usually 
required to generate aerosols with DPIs and therefore 
are not suited to be used in preterm neonates.  Moreo-
ver,  to  optimize pulmonary deposition, pMDI require 
breath coordination with device actuation, which 
are not achievable in premature infants. Neverthe-
less, pMDIs can be used in neonates in combination with 
a spacer chamber that creates an aerosol reservoir from 
which the aerosol drug particles can be inhaled. pMDIs 
with spacer chambers have been used for the treatment 
of premature infants with BPD [40, 41]. Indeed, they can 
be included into ventilation circuits or can be used with 
spontaneously-breathing infants temporarily discon-
nected from NIV.

Nebulizers can be classified as ultrasonic, jet, and 
vibrating-membrane devices [68]. Ultrasonic nebuliz-
ers use a rapidly vibrating pressure-responsive electric 
crystal that transmits the vibrations through the liquid 
medication to its surface, creating aerosol droplets from 
the crests of the surface waves [70]. Ultrasonic nebuliz-
ers are relatively expensive, may heat the medication, 
and show attenuated efficiency with viscous formula-
tions such as suspension [68]. These issues compromise 
the delivery of surfactant, which is a phospholipid sus-
pension containing natural peptides that are denatu-
ralized by increased temperature. Therefore, clinicians 
have used jet and vibrating-membrane nebulizers rather 
than ultrasonic nebulizers for prolonged aerosol therapy 
(usually for the administration of nebulized surfactant) 
in spontaneously-breathing premature infants managed 
with NIV [37, 38, 71–74]. Jet or pneumatic nebulizers use 
compressed gas to break up liquids into aerosols, usually 
at gas flows ranging between 4–6 L/min. Aerosol particle 
size and drug output can be altered, to a certain extent, 
by modifying the flow of the driving gas [70]. However, in 
vibrating-membrane nebulizers a membrane with 1000–
7000 laser-drilled holes vibrates at the top of the liquid 
reservoir thereby generating a mist of very fine droplets 
out through the holes [75].

Jet nebulizers were the predominant nebulizer tech-
nology used for clinical investigations with aerosolized 
surfactant [37, 71, 72], until the emergence of the vibrat-
ing-membrane nebulizer technology two decades ago 
[38, 73]. Indeed, there is now substantial evidence from 
in vitro and in vivo studies showing that vibrating-mem-
brane nebulizers outperform jet nebulizers when use in 
ventilated neonates [76, 77]. Dubus et  al. compared the 
lung deposition of the model drug 99mTc diethylenetri-
amine pentaacetate (99mTc-DTPA) delivered with either 
a jet nebulizer (Misty-Neb) or a vibrating-membrane 
nebulizer (Aeroneb Professional) to macaques (2.6  kg). 

They reported a lung deposition of 0.5% of the nominal 
dose with the jet nebulizer, whereas lung deposition was 
as high as 14.0% with the vibrating-membrane nebulizer 
[77]. The superior performance of vibrating-membrane 
nebulizers in the context of neonatal care is attrib-
uted mainly to their low residual volume (i.e. the liquid 
volume that remains in the nebulizer after the end of a 
treatment) and the absence of added air-flow to the ven-
tilation circuit. Further, aerosol particles exit the nebu-
lizer at high velocity after jet nebulization: high velocity 
flows increase the extra-thoracic aerosol deposition due 
to inertial impaction within the NIV circuit, patient 
interface, and upper airways [78]. Conversely, vibrating-
membrane nebulizers release slow, highly-concentrated 
aerosols that can be more readily delivered to the patient 
by the bias flow through the NIV circuit (Fig. 3).

In addition to jet and vibrating-membrane nebulizers, 
a specific drug/device combination, undergoing clini-
cal evaluation (NCT02636868), uses a capillary aerosol 
generator (CAG) to produce KL4 synthetic surfactant 
aerosols (Fig.  3). CAG technology consists of a heated 
capillary through which surfactant is pumped and then 
dispersed as an aerosol. Interestingly, the aerosol plume 
produced with the CAG device displays a low velocity 
output.

Inhalation or atomizing catheters are proposed as 
a method to deliver surfactant during NIV [80–82]. 
Unlike most aerosol devices, which create droplets out-
side the patient, atomizing catheters are designed to 
maximize the dose delivered to the lung by generating 
intra-corporeal, yet extra-thoracic, aerosols. The design 
of atomizer devices includes long (30–120 cm) and very 
thin catheters made of at least two or more channels 
conveying pressurized gas and drug to the catheter tip, 
where the aerosol plume is produced [80, 83–85]. For 
aerosol delivery during NIV, inhalation catheters can be 
inserted into a patient-specific buccal interface that is 
designed to keep the catheter in place (i.e. with the tip 
of the catheter pointing to the vocal cords). Recently, 
a clinical trial compared the aerosol delivery of sur-
factant (Calfactant, Infasurf®) using such an inhalation 
catheter type (Solarys aerosol generator, Trudell Medi-
cal International), with “usual clinical care” in sponta-
neously-breathing nRDS patients (NCT03058666). The 
device is a modified Solarys aerosol generator consist-
ing of an atomizing catheter positioned in the mouth 
of the infants and which is kept in place by a dedicated 
pacifier. The authors have reported a significantly lower 
rate of intubation for liquid surfactant instillation in the 
intervention group [86]. Unfortunately, no information 
regarding aerosol particle size distribution (APSD) or 
lung deposition was provided, which may raise ques-
tions on the claim that the clinical benefit observed in 
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a subset of the population studied can be attributable 
to aerosolized surfactant without any doubt. A slightly 
different strategy of aerosolization was described in a 
series of late-stage preclinical investigations [81, 82]: 
an alternative atomizing catheter was kept in place by 
a custom-made interface placed in the retro-pharynx 
close to the vocal cords, fostering intra-tracheal depo-
sition. This technology is effective in delivering sur-
factant (Poractant alfa, Curosurf®) to preterm lambs 
with nRDS managed with nCPAP [81]. Separate stud-
ies in healthy, newborn piglets using scintigraphy show 
remarkable lung deposition ranging between 24–68% of 
the nominal surfactant dose [82].

The delivery of surfactant as a dry powder is feasible 
in  vivo using prototypes of aerosol generators. Walther 
et al. reported the delivery of synthetic dry powder sur-
factant aerosols to animal models of respiratory distress 
managed with NIV using a device designed by Acorda 
Therapeutics [36]. The device consists of a cylindrical, 
low-flow aerosolization chamber with one or more holes 
at one end that can accommodate a perforated capsule 
containing the surfactant powder. The powder is dis-
persed at low flows (4–10 L/min), and the device can be 
incorporated into a CPAP circuit [36]. Notably, dry pow-
der surfactant particles tend to aggregate upon delivery 
[87]. Rahmel et  al. also reported that such aggregation 

a b

c d

Fig. 3 a–c Illustrate different types of aerosol generators used to deliver aerosols to spontaneously-breathing premature-infants. Jet or pneumatic 
nebulizers use compressed gas to break up liquids into aerosols and incorporate baffles to filter large aerosol particles (a). Vibrating-membrane 
nebulizers consist of a membrane with 1000–7000 laser-drilled holes that vibrate at the top of the liquid reservoir thereby generating a mist of very 
fine droplets through the holes (b). The capillary aerosol generator (CAG) has been especially designed to deliver synthetic surfactant aerosols; 
this technology consists of a heated capillary through which surfactant is pumped and further dispersed as an aerosol (c). Medical aerosols 
usually conform to a log-normal particle size distribution (d); They are usually defined by their Mass Median Aerodynamic Diameter (MMAD) 
which determines the particle diameter at which half of the aerosolized drug mass lies below and half above the stated diameter. Particle size 
distribution is usually given as the Mass Median Diameter (MMD), which is not interchangeable with the MMAD. MMD is the output parameter in 
laser-diffraction experiments and considers the particles to be spherical and of unit density. It should be noted that the MMAD and MMD appear 
markedly shifted to the right in the distribution compared with the particle diameter mode, median, and mean of the absolute particle counts. a–c 
adapted from reference [79] and d adapted from reference [70]



Page 9 of 31Bianco et al. Respir Res           (2021) 22:71  

phenomena were associated with the formation of clots 
blocking the trachea of preterm lambs. To circumvent 
this serious safety issue, Pohlmann et  al. developed a 
continuous powder aerosolizer (CPA) that includes a fur-
ther aerosol humidification step before delivering the dry 
powder surfactant to the patient [88]. The device consists 
of a supply unit that provides pressure pulses to the dry 
powder surfactant container, a spacer chamber for the 
aerosol cloud to develop, and an additional container that 
provides humidification to the aerosol particles before 
they are delivered to the patient. This way, dry surfactant 
particles are covered with a surface layer of water that 
avoids aggregation.

Aerosol characteristics
The aerosol characteristics for each drug/device com-
bination are defined by the active substance delivery 
rate, the total active substance delivered, and the APSD. 
Any investigational drug for aerosolization has to be 
characterized according to requirements set by the offi-
cial compendia European Pharmacopeia [89] and US 
Pharmacopeia [90] to be approved by regulatory authori-
ties, since the performance of the device during aerosoli-
zation can significantly impact drug distribution in the 
airways and ultimately its pharmacological activity. Both 
Pharmacopeia set three mandatory tests in order to char-
acterize a preparation for nebulization:  (1) active sub-
stance delivery rate;  (2) total active substance delivered; 
and (3) aerodynamic assessment of the nebulized aerosol 
(APSD).

The active substance delivery rate and the total active 
substance delivered represent an estimation of the 
rate and amount of drug that reaches the patient. These 
parameters are determined collecting the drug after 
in vitro nebulization on a drug-collection filter placed at 
the outlet of the nebulizer. Such experiments are con-
ducted using a constant breathing pattern provided by 
a breathing simulator. The breathing patterns recom-
mended by the official compendia are indicative for 
adult, child, infant and neonate and define values for VT 
(mL), respiratory rate (breaths/min), waveform (sinusoi-
dal), and inhalation/exhalation ratio. Unfortunately, the 
pharmacopeia do not provide specific requirements for 
preterm neonates: therefore, these tests may overesti-
mate the dose that reaches an immature patient. The dis-
crepancy between what is required for drug approval and 
the need to use in  vitro settings more representative of 
the preterm population will be discussed in “Considera-
tions for the development of aerosol therapies for sponta-
neously-breathing preterm infants” section.

The aerodynamic performance of nebulized aerosol is 
obtained by studying the APSD: the APSD describes the 
relative amounts of particles of different sizes within 

the aerosol. The APSD informs likely deposition site for 
particles within an aerosol cloud after inhalation. Medi-
cal aerosols are made of heterodisperse aerosol particles 
that usually conform to a log-normal distribution (Fig. 3). 
They are usually defined by their Mass Median Aerody-
namic Diameter (MMAD) and Fine Particle Fraction 
(FPF). MMAD is the diameter at which half of the aero-
solized drug mass lies below the stated diameter, whereas 
FPF is the fraction of the total drug amount that lies 
below a specific defined value (usually below 5 µm). The 
Geometric Standard Deviation (GSD) is also provided as 
a parameter to describe the variability in terms of parti-
cle diameters within the aerosol cloud. Aerosol particles 
with nearly the same particle size display GSDs < 1.2, 
whereas GSDs > 1.2 represent heterodisperse aerosols 
[70]. Thus, the higher the GSD, the broader the particle 
size distribution.

Cascade impactors are the equipment recommended to 
perform this kind of determination and the Next Genera-
tion Impactor (NGI, Copley Scientific) is the standard of 
choice for this test. The aerosol particles are driven inside 
the impactor by a constant flow and pass through several 
stages (cups) with defined cut-offs diameters. This per-
mits  the determination of the three main aerosol aero-
dynamic particle size indicators: MMAD, FPF, and GSD 
(Fig. 4).

The particle size distribution (PSD) of an aerosol may 
also be determined by laser-based techniques such as 
Time of Flight (TOF) and Laser Diffraction [91]. Laser 
diffraction is a non-aerodynamic optical method for par-
ticle sizing that measures droplet volumes by passing 
the aerosol through a laser beam, resulting in light scat-
tering by the edges of the aerosolized particles. It has to 
be noted that this method does not determine the actual 
amount of drug present in the droplets. Nevertheless, for 
aerosols generated from a solution of a drug, the total 
volume of the droplets of any given size is proportional 
to the amount of drug contained within those droplets. 
This would not be the case for aerosols where the drug 
is suspended within particles of the aerosol. The usual 
output variable determined by laser diffraction experi-
ments is the Volume Median Diameter (VMD), defined 
as the diameter where half of the droplets are larger than 
this value and half are smaller. VMD is identical to Mass 
Median Diameter (MMD) if all the particles in the aero-
sol cloud have the same density as in a nebulized solution.

For the adult population, the reference particle size 
indicating its ability to reach the lungs has been typi-
cally represented by particles with a diameter below 5 µm 
[50, 70, 92]. For premature infants, however, the refer-
ence value remains controversial, although based on 
previous studies, it can be inferred that such value 
should be below 2–3  µm. Köhler et al. estimated the 
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relative lung deposition of sodium cromoglycate deliv-
ered with three different nebulizers (two jet and an 
ultrasonic nebulizer) by determining the urinary excre-
tion of the compound [39]. The MMDs of the LC Star 
and LS 290 jet nebulizers were 3.23  µm and 5.04  µm, 
respectively, while the MMD of the Project ultra-
sonic nebulizer was 3.45  µm. The LC Star achieved the 
highest lung deposition, which the authors attributed to 
the higher percentage of aerosol particles with a diam-
eter below 2 µm (20.3%), compared to the LS 290 (6.4%) 
and the Project ultrasonic nebulizer (6.4%). Dubus et 
al. determined the APSD of 99mTc-DTPA at the outlet 
of a jet (MistyNeb) and a vibrating-membrane nebulizer 
(Aerogen Pro) and compared the results with the APSD 
measured at the outlet of the endotracheal tube (Internal 
Diameter, ID = 3.0  mm) [77]. The MMAD measured at 
the outlet of the nebulizer was 4.6  µm for the jet nebu-
lizer; the MMAD of the vibrating-membrane nebulizer 
was 2.8  µm, if the device was operated in synchroniza-
tion with the breathing pattern, and 4.8 µm if the device 
was operated continuously. Interestingly, the MMAD 
at the outlet of the endotracheal tube was 1.4  µm irre-
spective of the nebulizer type or operation mode. Sim-
ilarly, Réminiac et  al. determined the MMAD 

of 99mTc-DTPA aerosols generated by a vibrating-mem-
brane nebulizer (Aerogen Solo) at the outlet of a neona-
tal-sized nasal cannula at different flows: 2, 4 and 8 L/
min [93]. Although the VMD of the aerosol cloud at the 
outlet of the vibrating-membrane nebulizer was 4.7 µm, 
the MMADs reported at the outlet of the nasal cannula at 
flows of 2, 4 and 8 L/min were 1.05  µm, 1.15  µm, and 
1.43 µm, respectively. Taken together, these studies sug-
gest that the narrow section of the neonatal ventilation 
tubes and the conducting airways of premature infants 
may filter aerosol particles > 2  µm. Therefore, particles 
compatible with this cut-off diameter would be optimal 
to achieve a peripheral lung deposition. Moreover, the 
application of conventional cut off diameters deployed in 
the characterisation of aerosols for delivery to adults may 
provide misleading outcomes.

Non‑invasive respiratory support
NIV support modalities are classified into two major 
categories according to the control parameter set by the 
operator. The operator sets the targeted delivered pres-
sure in pressure-controlled devices (e.g. CPAP), while 
the operator sets the flow in flow-controlled modalities 
(Fig. 5).

Fig. 4 Next Generation Impactor set up and correspondence of the different stages to airway generations
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Pressure-controlled devices are classified further 
according to whether pressure is generated by constant 
or variable flow. The example of pressure-controlled con-
stant flow devices addresses most of the main concepts. 
Most of comments arising are extendable to all the other 
devices mentioned in Fig. 5, given that aerosol transport 
relies on the same hypotheses and mechanisms for each 
device. The impact of leakage at the interface is not con-
sidered for any of the devices described in this section; 
leakage is discussed in “Nebulizer between the Y-piece 
and the patient interface” section.

It is worth noting that paediatric ventilators work on 
a different principle: all the flow passing through the 
inspiratory limb is directed to the child and therefore 
the drug is not diluted as occurs with the pure neonatal 
ventilators. Previous papers describe higher lung deposi-
tion for paediatric ventilators in the same configuration 
(nebulizer along the inspiratory limb) [94, 95]. However, 
given the important difference in the ventilatory system 
of paediatric ventilators compared to neonatal ventila-
tors, these results cannot be translated to the preterm 
population and are beyond the scope of this review.

The following subsections describe the principles and 
characteristics of the NIV strategies used in preterm 
infants. This detail will establish the baseline knowledge 
required to understand how the nebulizer position within 
the respiratory circuit influences the potential inhaled 
dose.

Pressure‑controlled devices with constant flow 
Standard ventilators
Standard ventilators (Fig.  6a) are two-limb machines 
(e.g. Fabian HFO, Acutronic Medical Systems Ag, Hir-
zel, Switzerland; Dräger Babylog VN500, Dräger Medical 
System Inc., Andover, MA) that provide mechanical ven-
tilation as well as NIV (e.g. nCPAP and nasal Intermittent 
Positive Pressure Ventilation, nIPPV). Once the opera-
tor sets a pressure, the machine consequently generates 
a constant flow of air at the desired pressure via a valve, 
commonly called a positive end expiratory pressure 
(PEEP) valve. The machine-generated air flow, called bias 
flow, commonly ranges from 6 to 10 L/min. Uninspired 
air containing aerosolised drug is directed to the expira-
tory (PEEP) valve via the expiratory limb in constant flow 
systems, representing wasted or non-therapeutic drug 
delivery.

Bubble CPAP
Bubble CPAP machines (Fig.  6b) are easy-to-use and 
inexpensive devices that provide a highly variable instan-
taneous pressure around a constant mean pressure 
support [96]. The pressure is generated by coupling a 
breathing circuit with a constant flow and the immersion 
of the expiratory limb in a water reservoir. Mean pressure 
is modulated by changing the depth of the expiratory 
limb in the water column. In this case, the exhaled drug 
will be carried into the water reservoir.

Fig. 5 Classification of non-invasive respiratory support—according to the set parameter (pressure vs. flow). Pressure-controlled modalities are 
classified further based on the pressure generated (constant flow vs. variable flow). The associated ventilatory modalities are reported for each 
sub-classification. NIV, non-invasive ventilation; CPAP, continuous positive airway pressure; nCPAP, nasal CPAP; nIPPV, nasal intermittent positive 
pressure ventilation; HFNC, high flow nasal cannula
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a b

c d

e f

Fig. 6 Schematic representation of nebulizer potential position in different NIV systems (a–d) and the effect on the amount of inhalable of drug 
(E–F). V = valve, that is the element used to produce the pressure when crossed by the flow, P = patient, HUM = humidifier. The dashed line 
represents the flow of one representative breath. The red line represents the bias flow for a standard mechanical ventilator in proportion to the 
breathing flow. Pink dots are aerosol particles produced by the nebulizer and dispersed into the flow. Aerosol particles are distributed directly into 
the bias flow when the nebulizer is placed along the inspiratory limb (e). In contrast, aerosol particles are not removed by the bias flow and are 
moved only by the breathing flow of the baby when the nebulizer is placed between the patient Y-piece and the airway opening (f). In principle, 
only the particles that can be inhaled are particles produced by the nebulizer and suspended in the airflow during inspiration. This concept is 
represented graphically by particles enclosed in inspiration: the concentration of the particles is greater when the nebulizer is placed between the Y 
piece and the airway opening, compared to when the nebulizer is positioned within the inspiratory limb
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NIPPV
nIPPV is a form of non-invasive ventilatory assistance 
using a nasal interface to deliver intermittent positive 
pressure ventilation to provide respiratory support [97]. 
In order to provide two levels of pressure, the venti-
lator acts on the PEEP valve while the bias flow is kept 
constant.

Pressure‑controlled devices with variable flow
Variable-flow devices (Fig. 6c) generate the targeted pres-
sure due to a specific valve-interface piece. The first valve 
used was the Benveniste, then the Infant flow valve has 
become more popular [96]. A pressure proportional to 
the flow is generated as the flow passes the valve. There-
fore, the pressure is modified by changing the flow (i.e. if 
8 L/min flow is needed to produce 5  cmH2O, then a 11 L/
min flow will be required to produce 8  cmH2O). Unlike 
the constant flow generators, flow and CPAP levels are 
interconnected in variable flow generators. Thus, the flow 
must be adapted to ensure that the patient receives the 
appropriate CPAP pressure. Another important differ-
ence of variable flow systems compared with ventilator-
controlled flow devices is that the expiratory limb is not 
connected to the device releasing the expiratory flow. 
Hence, the aerosolised drug is exhaled directly into the 
environment when variable flow systems are used.

Bilevel CPAP (BiPAP)
Bilevel CPAP (BiPAP) provides two levels of positive air-
way pressure during the respiratory cycle of the patient 
with a frequency and a duration determined by the physi-
cian [98]. This dual pressure level is achieved by changing 
the flow delivered to the baby.

Flow‑controlled devices
The flow-controlled device category consists mainly of 
devices designed for heated humidified high flow nasal 
cannula (HFNC) (Fig. 6d). The operator sets the flow to 
be delivered to the baby instead of the level of pressure 
because HFNC relies on different working principle as 
compared to nCPAP [99]. Starting flow levels are com-
monly from 4 to 6 L/min but flows can be increased up to 
10 L/min [100–102]. The pressure delivered to the infant 
is a function of flow, infant size, degree of mouth clo-
sure, and the proportion of the nasal orifice occupied by 
the nasal cannula. The non-inspired surfactant will leak 
directly into the environment around the prongs, or out 
through the mouth.
Position of the nebulizer in the respiratory circuit 
Nebulizer in the Inspiratory Limb
Both jet and vibrating-membrane nebulizers can be 
placed in the inspiratory limb of all types of ventilators 
(constant flow, bubble CPAP, variable flow and flow-con-
trolled, Fig.  6a–d). This position significantly decreases 
the amount of nebulized drug inhaled by the patient, 
since the amount of drug inhaled is influenced primarily 
by the bias flow and the minute ventilation (VE), and to a 
lesser extent by the breathing pattern [103]. The inhaled 
dose is estimated as the percentage of the flow inhaled 
by the baby against the total flow in which the aero-
sol is diluted, corresponding to the bias flow when the 
nebulizer is placed within the inspiratory limb (Fig. 6e). 
Therefore, a higher amount of drug can be inhaled at 
lower bias flow; similarly, higher amounts of drug may 
be inhaled at higher minute ventilation assuming that the 
aerosol particles are distributed homogeneously into the 
airflow, and that tidal volume effectively clears upper air-
way dead space (Table 2). Importantly, the percentages of 

Table 2 Estimated maximum inhaled dose for constant and variable flow devices

Estimated maximum inhaled dose with the nebulizer in the inspiratory limb, in the ideal case of no air-leak, considering constant flow and variable flow devices. 
Constant flow: these values do not vary if different CPAP pressures are applied since bias flow level is independent from the pressure that is set for the patient. In the 
case of bubble CPAP only, a constant flow of 8 L/min is considered (most commonly used and recommended by manufacturers). Variable flow: the authors selected 
two common CPAP levels and the flow necessary to generate it according to what is reported by the manufacturer (Infant Flow, Vyaire Medical, Mettawa, IL)

Patient weight 
(kg)

Minute ventilation 
(L/min)

Constant flow Variable flow

Bias flow (L/
min)

Inhaled dose (%) Variable flow (L/min)/CPAP 
level  (cmH2O)

Inhaled 
dose (%)

Standard 
ventilator

Bubble CPAP

0.7 0.3 6 5.0 – 9/5 3.3

8 3.8 3.8 11/8 2.7

1.0 0.4 6 6.7 – 9/5 4.4

8 5.0 5.0 11/8 3.6

2 0.65 6 10.8 – 9/5 7.2

8 8.0 8.0 11/8 5.9
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inhaled drug refer to the amount that can be inhaled not 
the amount that reaches the lungs.

A different case is represented by flow-controlled 
devices (such as HFNC) which have two important draw-
backs that significantly limit the possibility of being cou-
pled with a nebulizer. Namely, (1) the leakage at the level 
of the nose required for this type of respiratory support 
is so high that the risk of drug loss to the environment 
is much higher than in other CPAP modalities; (2) the 
patient interface consists of long cannulas that increase 
the amount of drug loss due to aerosol condensation on 
the walls of the tubing, and; (3) the patient inhales only 
a small percentage of the high flow passing the nebulizer.

Nebulizer between the Y‑piece and the patient interface 
Only vibrating-membrane nebulizers can be put between 
the Y piece and the patient interface (Fig. 6a, b) and they 
can only be coupled to constant flow and bubble CPAP 
ventilators. In principle, vibrating-membrane nebulizers 
could also be coupled with variable flow systems. However, 
since such ventilatory systems work with specific patient 
interfaces the authors are unaware of any existing com-
mercially-available connector to allow this configuration.

The bias flow does not affect the proportion of drug 
inhaled when positioning the mesh nebulizer between 
the Y piece and the patient interface, whereas the pro-
portion inhaled can still be affected by minute volume. 
The theoretical dose inhaled when the nebulizer is placed 
between the Y-piece and the patient interface should be 
the total amount of drug nebulized during inhalation, 
since the only flow passing through the nebulizer is the 
breathing flow of the baby (Fig. 6f ). Therefore, consider-
ing an inspiratory time / total inspiratory and expiratory 
time ratio (Ti/Ttot) of approximately 1:3 [64], this would 
represent a maximum inhaled dose of 33%. However, 
this rough estimation is based on two hidden assump-
tions: (1) there are no air leaks at the patient interface; 
(2) the inspiratory volume is large enough to replace the 
gas inside the nebulizer with each breath. Nevertheless, 
these assumptions are not necessarily true in case of NIV 
in neonates since leakages are common and, generally, 
the inner volume of the nebulizer often approaches the 
tidal volume of the infant. Tarantini et  al. have recently 
developed a compartment-based mathematical model 
that allows estimating the impact of air leaks and nebu-
lizer volume on the lung dose during NIV in premature 
neonates [104]. For instance, air leaks reduce the amount 
of drug delivered to the patient, which is released in the 
environment, whereas the internal volume of the nebu-
lizer may act as a drug reservoir if the tidal volume of 
the infant is lower than the volume of the nebulizer. The 
mathematical model showed that in the case of a reduced 
nebulizer washout (i.e. tidal volume < nebulizer volume) 

there is an increase of the aerosol concentration within 
the nebulizer that makes the overall aerosol transport 
from the nebulizer to the patient system less sensitive 
to changes in duty cycle but much more sensitive to air 
leaks. The mathematical model revealed the detrimental 
effects of air leaks on lung deposition; the authors pos-
tulated that the 14% surfactant lung dose estimated by 
Bianco et al. in a bench study conducted using a tightly-
sealed neonatal NIV circuit (no air leaks), an eFlow Neos 
nebulizer, and the breathing pattern of a premature 
infant [105] would be dramatically reduced to as low as 
5.6% in a clinical scenario if the air leaks at the patient 
interface were considered.

Non‑invasive ventilation interfaces 
  Interfaces represent the connections between the baby 
and the machine providing respiratory support. The most 
common interfaces used in non-invasive respiratory sup-
port are short bi-nasal prongs, nasal masks, and nasal 
cannula. Also, long nasopharyngeal tubes and a single 
nasal canula were used previously. Short binasal prongs 
are superior in terms of maintaining pressure and mini-
mizing inspiratory resistance compared to a single nasal 
canula and to long nasopharyngeal tubes [106]. Interface 
type could impact the dose inhaled through three dif-
ferent mechanisms: (1) air leaks; (2) turbulence, and; (3) 
accumulation of aerosol. Interfaces for NIV do not pro-
vide a tight seal with the nose leading to substantial air 
leaks unless additional measures are used such as col-
loid protection for the nares that reduces the area for air 
leaks [107]. Assuming that aerosol particles are homoge-
neously suspended into the airflow in the airway of the 
baby, the leaked flow results in an immediate reduction 
of the inhaled dose. Standard clinical practice requires 
leakage minimization, but the main variable controlled 
is the pressure delivered to the baby and not the flow (as 
flow is often not measured). Ventilators are only capable 
of providing reliable CPAP with air leaks up to 2 L/min, 
suggesting larger leakages may be present in clinical set-
tings [108]. In contrast, leakage is needed for the proper 
working of high flow systems, leading to certain loss of 
aerosolized material [109]. However, as previously dis-
cussed, high flow systems are unsuitable for delivery of an 
aerosolized drug [109]. Long nasopharyngeal tubes may 
reduce the leakage compared to the more commonly used 
short nasal prongs, but they present other well-known 
drawbacks that limit their usage such as increased resist-
ance and increased nasal secretions [110], which increase 
the work of breathing.

Turbulence may also impact aerosol delivery: the likeli-
hood of aerosol deposition into the interface is increased 
when air flow encounters narrowing points or directional 
change due to increased turbulence. For instance, in case 
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of the infant flow valve, there are very thin channels in 
which the flow is strongly accelerated, this may promote 
impaction of the aerosol on the valve channels and, in 
turn, it may reduce the potential amount of inhaled dose. 
Additionally, large volumes in the interface foster the 
accumulation of aerosol particles that increase the den-
sity of the particles in the air inhaled by the baby. As a 
consequence, the inhaled dose may increase because 
of increased particle density. A good example of this is 
reported by Minocchieri et al. where a resuscitation mask 
was used to deliver an aerosol exploiting the accumula-
tion phenomenon [73]. Nevertheless, the evident draw-
back is the increase of dead space that should be handled 
carefully to avoid detrimental effects on carbon dioxide 
exchange. To address this, Minocchieri et  al. drilled a 
small hole in the mask to reduce the risk of carbon diox-
ide accumulation resulting in a small associated loss of 
surfactant aerosols into the environment. However, a real 
benefit of this procedure has not been established and no 
specific masks with this feature have been designed and 
marketed.

Finally, notably a specific interface currently under 
investigation has been developed ad hoc for support-
ing aerosol delivery. The ventilator circuit/patient inter-
face connector (Afectair®; Discovery Laboratories, Inc.) 
described by Mazela et al. in 2014 consists of a modified 
Y piece that includes a preferred channel directing the 
therapeutic aerosol from the aerosol generator to the 
baby to prevent the removal effect of the ventilator’s bias 
flow, as described in most of the examples above [111]. 
Additionally, this connector delivers the aerosol to the 
patient under lower and more laminar flow conditions 
reducing the impact of turbulence. In an in  vitro study, 
Mazela et  al. compared this connector with a standard 
interface (T connector) for albuterol sulfate delivery with 
a jet nebulizer under neonatal ventilation conditions. 
They reported a 11.3% delivery of the nominal dose com-
pared to 1.2% delivery using the T connector.

Aerosol synchronization
Synchronized nasal intermittent positive pressure ven-
tilation (sNIPPV) is an effective modality in aligning 
flow with the infant inspiratory phase [112]. The most 
commonly cited methods of synchronization are the 
Graseby capsule (GC) and neurally-adjusted ventilator 
assist (NAVA) [113]. The GC consists of a small poly-
thene foam-filled disk, fixed to the anterior abdominal 
wall below the xiphisternum, whereas NAVA relies on 
a diaphragmatic electromyogram [113]. Reduced delay 
between the neural signal and the flow activation is a key 
advantage of NAVA.

Other technologies for sNIPPV based on use of a hot 
wire anemometer flow sensor are available for some 

countries, albeit less common [113]. The flow sensor is 
designed to be resistant to high nasal leakage and able to 
detect the inspiratory trigger. Nevertheless, flowmeters 
are unsuitable in conjunction with aerosol delivery as 
their function is impacted negatively by the aerosol parti-
cles that deposit on them.

Theoretically, synchronizing the production of an aer-
osolized drug with inhalation could significantly reduce 
the amount of drug lost during exhalation and conse-
quently improve the dose delivered to the lungs. Never-
theless, to date, synchronization is not possible when the 
nebulizer is positioned within the inspiratory limb, as 
the transit time delay for the aerosolized particles to be 
driven from point of aerosol generation to the baby is too 
long to achieve effective synchronization. For instance, 
placement of the nebulizer proximal to the humidifier, 
would result in a delay of 2.5 s for the aerosol to exit the 
humidifier [114] with a standard ventilator flow of 8 L/
min. As this delay far exceeds the duration of a breath, 
aerosol delivery synchronized to inhalation is not 
possible.

Even if we consider the most favourable case in which 
the nebulizer is placed after the humidifier, the volume 
of the tubing is still approximately 120  mL [114]. Tran-
sit time along this tubing takes approximately one second 
at a bias flow of 8 L/min. This delay is still significant in 
comparison to the inspiratory time of preterm infants 
and highlights the impracticality of achieving synchro-
nized generation and delivery of aerosol restricted to the 
inspiratory phase.

The case in which the nebulizer is placed after the 
Y piece makes synchronization theoretically feasible 
but there are additional technical challenges related to 
appropriately sensing the breath onset and the immedi-
ate activation of the nebulizer. Good results in terms of 
lung deposition obtained with synchronization were evi-
dent when an atomizing catheter was used in a preclini-
cal setting [81]. Drug deposition of approximatively 30% 
was reported [81]; however, the administration was done 
intracorporeally and close to the vocal cords representing 
the best scenario for synchronization, albeit it is recog-
nised that the approach is slightly more invasive.

Non‑invasive ventilation circuit humidity and temperature
NIV support to premature infants is delivered as humidi-
fied air pre-warmed to physiological temperature in 
order to protect the airway mucosa from dehydration and 
maintain its homeostasis. Nevertheless, the humidity of 
the NIV circuit may increase the size of aerosol particles 
[115, 116], especially in the case of hygroscopic formula-
tions, and may promote the coalescence of aerosol parti-
cles into larger aggregates [88]. These phenomena may, 
in turn, increase the chance of inertial impaction in the 
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NIV circuit, nasal passages, and upper airways, thereby 
reducing the effective lung dose. Bianco et al. reported a 
slight but significant increase of the MMD of surfactant 
aerosols generated with a customized eFlow Neos nebu-
lizer from 2.6  μm at 30% relative humidity, to 3.0  μm 
at 90% relative humidity, which reduced the FPF from 
97.2% to 93.7% [105]. Martin and Finlay generated sal-
butamol aerosols into a holding chamber with a pMDI 
and determined the APSD at the outlet of a tube at 15 cm 
distance from the chamber at both 10% and 100% rela-
tive humidity conditions (T = 37 °C in both cases) [115]. 
At 10% humidity conditions, the fraction of salbutamol 
deposited in the holding chamber was 38.9% and the 
MMAD of the aerosol was 1.97  μm (GSD = 1.38); how-
ever, adding humidity to the air-flow until saturation 
significantly increased the fraction of salbutamol depos-
ited in the holding chamber to 50% of the nominal dose 
and nearly doubled the MMAD to 3.75 μm (GSD = 1.23) 
[115]. Therefore, aerosol delivery to premature neonates 
through NIV circuits at low relative humidity conditions 
could theoretically improve the lung dose by keeping the 
aerosol particle size low for optimal nasal delivery. Nev-
ertheless, although the need for humidification during 
NIV remains controversial in adult patients [117], infants 
should receive conditioned air both in terms of humidity 
and temperature [9]. To circumvent this limitation, Long-
est et al. proposed a delivery method termed “Enhanced 
Condensational Growth” (ECG) aimed at increasing the 
aerosol delivery efficiency through nasal interfaces dur-
ing NIV [118]. The method consists of delivering sub-
micron aerosol particles and saturated air at 39 °C to the 
left and right nostrils, respectively. This way, submicron 
aerosol particles travel through one channel of the nasal 
cannula, which is fed with dry air, and humidified air is 
delivered through the other channel. Condensational 
growth of the aerosol particles begins at the nasopharynx 
when both dry and humidified air streams mix, increas-
ing the particle size from submicron diameter to approxi-
mately 2 μm at the level of the tracheal. This increase in 
diameter improves the lung retention of the particles. 
This method reduces extrathoracic aerosol deposition 
in an adult replica of the upper airways in in  vitro and 
in silico studies and is a potentially interesting approach 
for aerosol delivery to premature neonates [78, 118]. In 
this regard, a recent study by Kamga Gninzeko et al. used 
this approach to treat surfactant-deficient rats with a 
novel formulation of spray-dried pulmonary surfactant 
composed of Beractant (Survanta®), mannitol, and leu-
cine [119]. The spray-dried surfactant formulation was 
reported to be homodisperse (comprised of particles 
with highly uniform size) with a particle size diameter 
of 1.0 ± 0.04  μm. The formulation included mannitol as 
a hygroscopic excipient, which absorbs water as particles 

travel through the airways turning the particles in liquid 
droplets of a higher mass and diameter. Interestingly, the 
spry-dried surfactant, delivered by a novel dry powder 
inhaler, achieved a uniform pulmonary distribution and 
significantly improved lung compliance compared to the 
group of animals treated with the excipient-free liquid 
Beractant [119]. The in  vivo study by Kamga Gninzeko 
and colleagues thus highlights the potential of this tech-
nique for nasal aerosol delivery.

Miscellaneous
Several other extrinsic factors may influence pulmonary 
aerosol deposition in premature infants. For instance, 
viscous formulations such as exogenous surfactant 
preparations [120] and liposome-based formulations 
may affect the performance of nebulizers [121], which 
in turn requires the selection of appropriate devices. 
Linner et al. reported the need to dilute Poractant alfa 
1:1 with saline to achieve the optimal performance of 
an investigational eFlow vibrating-membrane nebu-
lizer [122]; whereas Finer et  al., in a clinical study of 
surfactant nebulization, found marked variability in 
terms of nebulizer output between the single AeroNeb 
Pro vibrating-membrane nebulizer units when deliver-
ing Lucinactant at a concentration of 20 mg/mL [38].

The use of heliox (a gas mixture containing 20% oxy-
gen and 80% helium) as driving gas reduces airway 
resistance and improves ventilation in mechanically-ven-
tilated patients with airway obstruction [123]. Heliox also 
increases the effectiveness of nCPAP in premature neo-
nates with RDS, reducing the need for mechanical ven-
tilation [124]. Gas mixtures of helium and oxygen have 
lower density than equivalent air-oxygen mixtures and 
may achieve more laminar flow regions in larger airways 
favouring peripheral lung deposition. In a scintigraphy 
study, Piva et  al. compared the distribution of inhaled 
99Tc-DTPA in 20 children in the age range 5–15 years-
old and reported that heliox led to a better lung deposi-
tion of 99Tc -DTPA-labeled particles compared to oxygen 
[125]. The differences in lung deposition were even more 
pronounced in those patients with severe lower airway 
obstruction. Nevertheless, the use of heliox has not been 
evaluated in the context of aerosol delivery to premature 
infants to date.

Premature infants managed with NIV can be posi-
tioned both supine and prone [126]. Repositioning dur-
ing the course of ventilation may improve ventilation 
homogeneity and oxygenation [127–129]. However, posi-
tion changes alter the upper respiratory tract angles and 
may therefore influence the fate of a nebulized drug. A 
recent scintigraphy study by Cunha-Goncalves et  al. in 
newborn piglets ventilated with nCPAP investigated 
the impact of body positioning on the lung distribution 
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of nebulized surfactant [130]. In this study, all animals 
received 200 mg/kg of nebulized, radiolabelled surfactant 
using a customized eFlow Neos vibrating-membrane 
nebulizer placed between the Y piece and the nCPAP 
interface (customized nasal prongs). Four groups of ani-
mals (n = 6) received nebulized surfactant in different 
body positions: prone, supine, lateral decubitus with the 
right side up, and lateral decubitus with the left side up. 
The authors found the highest and most reproducible 
lung deposition (32.4 ± 7.7%) in the group of animals 
positioned in the prone position (21.0 ± 8.6 in the right 
lung and 11.3 ± 5.7% in the left lung, mean ± SD). Mean 
lung deposition in the supine position was half (15.2%; 
10.7 ± 11.4% in the right lung and 4.5 ± 2.4% in the left 
lung) of that achieved in animals positioned in the prone 
position. The mean lung deposition in the animals posi-
tioned in lateral decubitus was 18.7% and 13% for ani-
mals with the right side up and left side up, respectively; 
notably, in both groups of animals positioned in lateral 
decubitus, more than 80% of the deposited surfactant 
was detected in the dependent lung, which suggests that 
surfactant deposition is influenced by gravity.

Another element to be considered when developing a 
drug for pulmonary administration in premature infants 
is the constrains related to the formulation definition. 
Formulations for nebulization usually require excipients. 
For instance, solution formulations may require excipi-
ents to improve chemical stability and prevent degrada-
tion of the active ingredients while suspensions may need 
excipients to optimize physical stability, avoid quick sedi-
mentation or creaming, control flocculation, and prevent 
the sticking to the primary packaging. Excipients could 
also be introduced to modulate the aerosol particle size 
distribution in order to obtain the desired deposition in 
the respiratory tract or change the drug adsorption and 
bioavailability. The incorporation of excipients into neo-
natal medications could be very critical and should be 
carefully monitored as many excipients considered to be 
pharmacologically inert in adults may be toxic to neo-
nates [131].

Clinical studies with nebulized drugs during NIV
The first report of an attempt to nebulize a drug as a 
treatment for neonates with nRDS dates back to 1964: 
Robillard and colleagues nebulized a synthetic mixture 
of lipids using an aerosol generator placed in the incuba-
tor [132]. The nebulization period varied from 15 min up 
to four hours and the authors reported that the respira-
tory distress was alleviated in 8 out of 11 treated infants 
[132]. Since then, aerosol and ventilatory technology 
have advanced considerably, improving the manage-
ment of respiratory conditions in the neonatal popula-
tion. Administration of aerosolized drugs in premature 

infants was initially targeted to those on mechanical 
ventilation. However, as NIV has become an increasingly 
standard respiratory support modality for all spontane-
ously breathing premature infants, so too the focus for 
aerosolization has shifted to its application during NIV. 
During NIV, drug delivery may be achieved while dis-
connecting the patient from the respiratory support for 
a short period and using pMDIs or jet nebulizers with a 
facial mask as the delivery interface. However, discon-
necting a premature infant from respiratory support for 
drug delivery may not be the most optimal approach.

Here, we focus on studies that investigated drug nebuli-
zation using aerosol generator coupled with non-invasive 
respiratory support. All such trials published to date were 
performed with surfactant (Table  3). Treatment efficacy 
is not discussed in detail, as study sample sizes are too 
small, and used a range of surfactant preparations that 
have different efficacy profiles [79, 133]. Hence, the focus 
of the discussion highlights how the selected NIV modal-
ity, nebulizer type, and its position in the respiratory cir-
cuit potentially influenced the amount of inhaled drug.

The first clinical study of a nebulized surfactant cou-
pled with NIV was described by Jorch et al. in 20 prema-
ture infants (28–35  weeks GA) managed on pharyngeal 
bubble CPAP in an uncontrolled study [71]. Nebulized 
surfactant (Bovactant, Alveofact®, Lyomark Pharma, 
Obehaching, Germany) was administered via a jet nebu-
lizer (RO252/ME, Intersurgical, Wokingham, UK) con-
nected directly to a T piece between the inspiratory limb 
and a nasopharyngeal tube. A rapid improvement in 
alveolar-arterial gradient (A-a  DO2) was observed and 
only six out of 20 patients required intubation. How-
ever, increased secretions were common adverse events. 
Notably, jet nebulizers produce fast-moving particles that 
need to be slowed down to limit impaction. The posi-
tion of the nebulizer so close to the airway was probably 
chosen to reduce drug losses, but likely resulted in a con-
siderable amount of drug impacting in the nasopharyn-
geal tube. Impacted surfactant would reach the pharynx 
in liquid form rather than as an aerosol, promoting drug 
accumulation in the upper airways and not in the lung.

Arroe et al. reported the treatment of 22 infants (22–
36 weeks GA) with a Sidestream 45 jet nebulizer placed 
in the inspiratory limb of the circuit [37]. No therapeu-
tic effect of the treatment was reported. Absence of 
surfactant proteins in the synthetic surfactant used (Cos‑
foceril palmitate, Exosurf®) and minimal inhaled drug 
dose due to the nebulizer type and position likely con-
tributed to the lack of clinical effect.

Berggren published data from a small non-randomised 
trial in 34 infants (27–34  weeks GA) comparing CPAP 
alone to CPAP plus nebulized surfactant. Unlike earlier 
studies, the applied technology was described in detail 
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[72]. A jet nebulizer (Aiolos, Karlstad, Sweden) was posi-
tioned in the inspiratory limb of a variable flow ventila-
tor (Infant Flow, Dansjö Medical AB, Bromma, Sweden) 
with a flow of 7 L/min and a nebulization rate of 0.2 mL/
min. Treatment took approximately 3  h to nebulize a 
total amount of 34  mL of study medication (Poractant 
alfa, Curosurf®, 480 mg diluted with saline to a 20 mg/
mL concentration). The authors verified that drug main-
tained its surface tension properties on a Wilhelmy 
balance before study initiation. Although surfactant 
nebulization was safe, the study results were negative. 
And indeed, the authors commented that an important 
factor they could not measure was lung deposition in 
the patients. As a surrogate, they measured lung deposi-
tion following nebulization in a rat model. The amount 
of exogenous phospholipids in post-mortem lung lavages 
after surfactant aerosolization accounted only for 0.5% 
of the nominal surfactant dose. However, the authors 
reported a significant improvement in arterial oxygena-
tion after nebulization, although aerosolized surfactant 
remained significantly inferior to bolus endotracheal sur-
factant administration [134]. Nevertheless, the animal 
study was conducted in mechanically-ventilated rats and 
therefore air leaks could be controlled compared to the 
clinical study: these factors most probably accounted for 
an even lower lung deposition in the clinical study.

Nebulization using a vibrating-membrane nebulizer 
was first reported by Finer et al. [135]. The nebulizer was 
placed at the Y piece using a special connector to avoid 
bias flow associated loss of surfactant directly into the 
expiratory limb when connected to either bubble CPAP 
or synchronized nasal intermittent ventilation. The trial 
aimed to study two different surfactant regimens given 
prophylactically in 20 preterm infants stratified accord-
ing to their gestational age (28–29 and 30–32 weeks GA) 
treated with 20  mg/mL of synthetic surfactant (Lucin‑
actant) over a 3-h period, with up to 3 surfactant retreat-
ments allowed. The produced aerosol had a low MMD 
(1.9 ± 0.3 µm) with an aerosol output rate up to a maxi-
mum of 0.4 mg/min. The authors claimed that these con-
ditions would allow surfactant delivery to an infant of 
up to a maximum total dose of 72 mg; close to the dose 
provided by endotracheal administration. Study results 
show a transient beneficial effect, different from what is 
observed with endotracheal surfactant. However, the real 
lung dose may have been considerably less than stated 
due to short neonatal inspiratory times and leakage at 
the patient interface. Indeed, the low lung delivery may 
explain the lack of sustained efficacy.

Recently, a phase I safety study reported aerosolization 
of a surfactant via a jet nebulizer placed in the inspira-
tory limb of different ventilatory systems (high flow nasal 

Table 3 Summary of clinical attempts to nebulise surfactant during non-invasive ventilation

nCPAP, nasal continuous positive airway pressure; N.A., not available; NIV, non-invasive ventilation; nIPPV, nasal intermittent positive pressure ventilation; MMD, mass 
median diameter

Study (author—
year)

Patients (GA 
in weeks 
and BW in Kg)

Nebulizer type Ventilation Nebulizer 
position

Interface Drug Particle size

Jorch et al. 1997 31 (28–35)
BW N.A:

Jet Bubble CPAP Y piece Nasopharyngeal 
tube

Animal derived 
surfactant 
Bovactant

 < 4 µm (98% 
of the 
particles)

Arroe et al. 1998 23–36
BW N.A

Jet nCPAP Inspiratory limb Unknown Animal derived 
surfactant—
colfosceril 
palmitate

N.A

Berggren et al. 
2000

27–34
1.62 (1.01–2.37)

Jet Infant flow inspiratory limb Prongs Animal derived 
surfactant –

 < 2 µm

Finer et al 28–32
1.50 (1.00–2.30)

Vibrating-mem-
brane

Several NIV types Y piece Prongs Synthetic sur-
factant—KL4

N.A

Guardia et al. 
2018

29–34
BW unknown

Capillary Aerosol 
Generator 
(CAG)

Bubble CPAP Y piece Affectair® Synthetic sur-
factant—KL4

N.A

Sood et al. 2019 24–36
0.79–2.25

Jet nCPAP/nIPPV 
unspecified 
driver

Inspiratory Limb N.A Animal derived 
surfactant—
Beractant

N.A

Minocchieri et al. 
2019

29–33
1.56 (mean)

Vibrating-mem-
brane

Bubble CPAP Y piece facial mask (with 
hole)

Animal derived 
surfactant—
Poractant alfa

2.6 µm (MMD)

Cummings et al. 
2020

23–41
1.96 (0.59–4.80)

Jet Several NIV types Inside the mouth Pacifier adapter Animal derived 
surfactant—
Calfactant

N.A
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cannula, nCPAP, or nIPPV with unspecified ventila-
tors) [74]. The study results show a good safety profile in 
infants above 29 weeks GA but has two major limitations: 
1) drug nebulization is incompatible with humidified 
high flow (see “Position of the nebulizer in the respira-
tory circuit” section), and 2) the inhaled drug dose is very 
low when the nebulizer is positioned in the inspiratory 
limb, even without considering air leaks at the patient 
interface. Therefore, intrapulmonary surfactant deposi-
tion was likely negligible for patients in this study.

A further recent trial by Minocchieri et al. describes a 
very different setting consisting of a vibrating-membrane 
nebulizer positioned in a bubble CPAP system after the Y 
piece and connected to the patient via a face mask [73]. 
Premature infants (29–32  weeks GA) were randomised 
to CPAP only or CPAP plus surfactant (Poractant alfa). 
Importantly, the treating clinical team and the parents 
were unaware of the treatment received. Relative risk 
for intubation in the first 72  h was reduced in the sur-
factant group; further analysis showed the reduction 
in intubation was restricted to 32–33 weeks GA infants 
only. The study is limited by its small size. There was also 
a higher than anticipated intubation frequency in the 
control group and the more immature surfactant group: 
a frequent unit practice at the time of study conduct 
(2010–2012) was to intubate early for bolus surfactant 
administration if respiratory distress persisted even in 
the absence of hypercarbia or requirement for substan-
tial supplemental oxygen. Hence this study remains 
inconclusive.

More recently, Cummings et  al. have reported the 
results from the trial comparing the oral aerosolization 
of Calfactant with the standard care in infants with RDS 
[86]. This study enrolled 457 infants (23–41 weeks GA), 
representing the largest trial on surfactant aerosoliza-
tion conducted so far. The authors reported a significant 
decrease in the proportion of newborns intubated for 
liquid surfactant instillation in the intervention group. 
Although the results appear to be encouraging, the trial 
has a few shortcomings that give rise to diverse interpre-
tations. Glaser and Wright identified some important 
potential sources of bias in the study design, includ-
ing the lack of a clear criteria for liquid bolus surfactant 
therapy and the absence of a strict definition of failure 
of the intervention with aerosolized surfactant [136]. 
They also raised a concern on the limited inclusion of 
infants < 28 weeks’ gestation.

The potential systemic exposure of the infant to a drug 
is an important factor when developing an aerosol dos-
age form for premature infants: the fate of the remaining 
aerosol needs to be considered as only a small fraction of 
the aerosol gets through the vocal chords. As such, the 
position of the nebulizer in the respiratory circuit and 

the type of ventilatory setting play an important role. A 
substantial portion of the drug is carried out by the bias 
flow in the expiratory limb when the nebulizer is placed 
either in the inspiratory limb or (to a lesser degree) after 
the Y piece. However, even placement of the nebulizer 
between the Y piece and nasal prongs does not guaran-
tee drug delivery to the lung. Animal studies reported 
by Nord et al. using Poractant alfa show that 19% of the 
drug delivered to the upper airway is deposited in the 
nose and pharynx, and an additional 12% is traced to the 
stomach [137]. The distribution of drug to the pharynx 
and stomach may be higher when drug is delivered to the 
oropharynx using atomizing catheters, with the possibil-
ity of either local effects or systemic absorption. There-
fore, the pharmacokinetics of drug absorption into the 
bloodstream should be studied carefully to ensure proce-
dural safety: such studies are especially important when 
investigating potential side effects of the procedure, in 
particular when investigating drugs such as corticoster-
oids for which significant adverse side effects with sys-
temic exposure are widely acknowledged [138, 139].

While the studies reported above provide important 
insights and some encouraging data about surfactant 
nebulization, intrinsic and extrinsic factors are likely to 
have impacted significantly on lung deposition and there-
fore on the pharmacological, and in turn on the clinical, 
effect. Overall, all studies showed a good safety profile. 
Three studies described some therapeutic response [71, 
73, 135], and unfortunately there was only one rand-
omized controlled trial [73]. Statistically significant bene-
fit was only observed in the higher GA groups: in all cases 
the nebulizer was placed just before the patient inter-
face. We suspect that the physiological effect observed 
by Sood et  al. is unlikely attributable to the drug, since 
surfactant was delivered by a jet nebulizer placed in the 
inspiratory limb, and which therefore led to a series of 
extrinsic factors limiting lung delivery as presented above 
[74].

Considerations for the development of aerosol 
therapies for spontaneously-breathing preterm 
infants

Limitations of the regulatory guidelines
The US Pharmacopeia and the European Pharmacopoeia 
offer guidelines on the development of aerosol medi-
cines [89, 90]. These documents provide guidance on 
how to evaluate the quality of different drug product and 
device batches. However, these methods do not take full 
account of the specific patient population characteristics 
or the clinical environment in which the aerosolization 
is performed: both factors can have a significant impact 
on the aerosol characteristics and ultimately on the dose 
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delivered to the lungs. In particular, we want to highlight 
the mismatch between compendial requirements and the 
prenatal population with regards to breathing pattern, 
patient interface, environment temperature, nebulizer 
position, the combination of a nebulizer within the res-
piratory circuit, the way APSD should be studied, and the 
connection between the nebulizer and the in vitro equip-
ment (Table 5).

The breathing pattern of the smallest patient popula-
tion proposed by the official compendia (the “Neonate”) 
is not representative of the preterm population. Simi-
larly, compendia prescribe the use of a mouthpiece as the 
patient interface whereas preterm neonates are prefer-
ential nose breathers and the typical interfaces are nasal 
prongs and nasal masks.

Preterm neonates, especially the smallest ones, are 
typically kept in an incubator with substantially differ-
ent environmental conditions (e.g., incubator tempera-
ture, high air humidity, and warm air temperature) from 
those proposed in the compendial tests. Existing guide-
lines do not consider the connection of a nebulizer with 
a ventilator system. Consequently, evaluations do not 
consider the effect of the ventilation parameters (ven-
tilator bias flow, air pressure, air humidity, air tempera-
ture) on the aerosol generation and transportation. The 
mismatch between guidelines prescriptions and real life 
becomes striking when considering the aerodynamic 
assessment of nebulized aerosol (NGI test): the NGI test 
requires a constant flow of 15 L/min inside the device 
and the NGI equipment. It represents the mid-inhalation 
flow rate achievable by a healthy adult individual with a 
500  mL VT. Finally, the pharmacopoeia prescribes air-
tight connections between the nebulizer and the testing 
equipment (both NGI and breathing simulator), while in 

clinical practice the leakages usually play an important 
role in the amount of drug that reaches the lungs. Table 4 
summarizes the main differences between the parame-
ters described in the compendial method for the smallest 
patient size (Neonate) and the proposed parameters for 
premature neonates.

In vivo models
The ideal in  vivo model to mimic aerosol delivery to 
spontaneously-breathing preterm infants would include 
the features of the immature respiratory system. These 
features include surfactant deficiency, immature lung 
structure, low lung compliance, high tissue resistance, 
and periodic breathing. The model should have airways 
that are similar in size and calibre to those of premature 
infants and studies should be conducted using NIV (ide-
ally with devices used at the neonatal intensive care unit, 
NICU), and use the same nebulizers intended to be used 
in humans. The model and preclinical facility would allow 
testing of the efficacy as well as the lung deposition and 
the pulmonary distribution of aerosolized drugs. Such 
an idealized animal model is unfortunately not available 
and therefore several animal models with distinctive fea-
tures must be used to address the different aspects of the 
feasibility of the therapy, the pharmacology, and the lung 
deposition and distribution of a given aerosolized drug.

The most commonly employed animal models dis-
playing premature lungs are lambs and rabbits delivered 
before term by caesarean-section. The mechanically-
ventilated premature lamb model played a central role 
in the development of surfactant therapy [140–142] 
and has been the gold standard model to mimic the ini-
tial pathophysiological steps of RDS. It has been used to 
compare the efficacy of different surfactant types after 

Table 4 Comparison of  the  parameters required by  compendial methods and  those representative for  the  premature 
population

The parameters are proposed by the authors as an example of an average patient and are not representative of the variability that can be observed in the 
heterogeneous premature infant population. VT, tidal volume; RR, respiratory rate; I:E ratio, inspiratory-expiratory ratio

Compendial method “Neonate” Premature population: Parameters proposed 
for “Premature Neonate”

Breathing pattern VT: 25 mL
RR: 40 breaths/min
I:E ratio: 1:3
Waveform: sinusoidal

VT: 6–8 mL
RR: 60–90 breaths/min
I:E ratio: 2:3
Waveform: variable/sinusoidal

Nebulizer temperature (temperature at which the 
nebulizer is operated)

23 ± 3.0 °C (controlled lab temperature) Incubator temperature typically up to 37 °C

Air temperature 23 ± 3.0 °C (controlled lab temperature) Warm air, up to 37 °C in the incubator and NIV circuit

Air humidity Ambient air humidity Humid air, typically 95–99% of relative humidity

Airflow inside the nebulizer 15 L/min 2–8 L/min

Connection of the nebulizer to a ventilatory driver No Yes

Patient interface Mouthpiece Prongs, mask, or other neonatal interfaces
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intratracheal instillation [56, 143–146], to test the effi-
cacy of anti-inflammatory drugs [20, 21, 147, 148], to 
gain insights onto the initial steps of the lung inflam-
matory process in the context of RDS [149, 150], and to 
investigate the lung and cerebral effects of intravenously-
delivered drugs [151–153], among others. Interestingly, 
spontaneously-breathing premature lambs can be sup-
ported with NIV [81, 154], monitored with NICU equip-
ment, and allow the integration of nebulizer devices 
within the NIV circuit [155]. Rahmel et al. established a 
spontaneously-breathing preterm lamb model supported 
with CPAP delivered by binasal prongs [87]. The authors 
used this model to investigate the feasibility and the tol-
erability of a novel Continuous Powder Aerosolization 
(CPA) system that generated humidified recombinant 
surfactant protein C surfactant aerosols from a dry pow-
der formulation [88]. Similarly, Hütten et al. investigated 
the efficacy of nebulized Poractant alfa surfactant deliv-
ered by a customized vibrating-membrane nebulizer to 
spontaneously-breathing preterm lambs during binasal 
CPAP [156]. Therefore, the preterm lamb model can be 
considered as a useful model for late-stage preclinical 
development of aerosol therapies intended for sponta-
neously-breathing preterm neonates. Nevertheless, this 
model also has some limitations: it requires significant 
resources and shows a marked inter-subject variability 
in terms of pulmonary status at birth (even at controlled 
gestational ages), often requiring larger sample sizes that 
in turn make the model less cost-effective.

Premature rabbit foetuses delivered at 27 days of ges-
tation display a severe surfactant deficiency, require 
mechanical ventilation for survival, and usually have a 
very limited life-span [24, 157, 158]. However, if the pre-
mature fetuses are delivered at 28 days of gestation, the 
animals have enough respiratory drive to breathe sponta-
neously, while they exhibit structural and functional lung 
immaturity [159]. Moreover, premature rabbits exposed 
to hyperoxia for a few days develop a BPD-like phenotype 
[160] and provide a suitable long-term model to test the 
efficacy of active molecules for the prevention and treat-
ment of BPD [161–164]. Salaets et al. recently established 
such a model demonstrating the feasibility and the safety 
of performing daily intratracheal injections of saline and 
surfactant [165]. This model represents a promising tool 
to evaluate topical pharmacological interventions for the 
treatment of BPD. Unfortunately, preterm rabbits are 
very small (birth weight ~ 20–40 g) compared to human 
premature neonates and, so far, they have not been man-
aged with clinical NIV devices nor have they been used in 
aerosol studies.

In view of the challenges posed by premature ani-
mal models, alternative models, including spontane-
ously-breathing adult and paediatric models, have been 

employed in the context of neonatal aerosol delivery. 
Most of these models were established to assess the effi-
cacy of nebulized surfactant and therefore rely on either 
depleting or inactivating the endogenous pulmonary 
surfactant to produce a respiratory distress that could 
theoretically be reverted by the treatment with nebu-
lized surfactant. For instance, surfactant-depleted adult 
rabbits weighing 1.5–2.5  kg approximate the weight of 
premature infants and can be managed with different 
NIV modalities using a neonatal ventilator [166]. This 
model was used widely for the efficacy testing of natural 
and synthetic surfactants delivered using jet nebulizers, 
vibrating-membrane nebulizers, and investigational aero-
sol generators [36, 105, 167–169]. Newborn piglets less 
than 1 week of age and body weights ranging from 1.2–
2.0 kg have also been used in aerosol studies in the con-
text of RDS [32, 170]. The small size of the piglets makes 
them a good model to mimic the small airway diameter 
of the premature infants. In newborn piglets, respiratory 
distress can be generated by either instilling HCl intratra-
cheally [171, 172], which inactivates the endogenous sur-
factant and creates a diffuse lung injury, or by repeated 
broncho-alveolar lavages that deplete the intrapulmo-
nary surfactant pools [173]. Rey-Santano et  al. recently 
described a spontaneously-breathing, surfactant-
depleted piglet model supported with NIV in which they 
nebulized undiluted surfactant (Poractant alfa, 80  mg/
mL) with an eFlow Neos nebulizer customized to neo-
natal standards [174]. Interestingly, they expanded the 
follow up period up to 72  h and in addition to the pul-
monary effects, they also investigated the hemodynamic 
response and the cerebral effects after delivery of nebu-
lized surfactant [174].

A common limitation in most in  vivo studies is the 
lack of data regarding lung deposition and pulmonary 
distribution of nebulized drugs. Considering that lung 
deposition correlates with inhaled drug efficacy, reli-
able data on lung deposition and distribution in relevant 
preclinical models are among the best predictors of the 
clinical potential of an aerosol therapy. These investiga-
tions, however, often require dedicated experiments (i.e. 
no other outcome than lung deposition and distribution 
can be obtained) and might be limited, at least in part, 
by the restricted access of preclinical research groups to 
the required imaging facilities. Table 5 describes selected 
preclinical studies that aimed to determine the lung dep-
osition and distribution of nebulized drugs in relevant 
neonatal animal models.

Although the study by Dubus et  al. (mentioned in 
Table  5)  was not conducted in spontaneously-breathing 
animals, this investigation was among the first studies 
demonstrating the significantly superior performance 
of the vibrating-membrane technology (Aeroneb Pro) 
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compared with a low-flow jet nebulizer (MistyNeb) in 
the context of neonatal nebulization (Table 5) [77]. Lin-
ner et  al. used an investigational vibrating-membrane 
nebulizer with eFlow technology to deliver surfactant 
aerosols to newborn piglets managed with CPAP, which 
was delivered either using a mask or nasal prongs as 
the animal interface [122]. The median lung deposition 
observed using mask or prongs was 5% and 14% of the 
nominal dose, respectively, although they report a high 
inter-animal variability in lung deposition. A recent study 
by the same group indicates a slightly superior mean 
lung deposition of surfactant when the NIV support 
was nIPPV (21.6%) compared to nCPAP (15.9%) [137]. 
On the contrary, lung deposition of drugs during HFNC 
ventilation is very low (< 1%) irrespective of using jet or 
vibrating-membrane nebulizers [93]. Besides lung depo-
sition, these studies also permitted determination of drug 
deposition in the nose, trachea, gut, nebulizer, and NIV 
circuit. Most importantly, the pulmonary distribution of 
the nebulized drug can be analysed. Figure  7 shows an 
example of gamma scintigraphy images of different pig-
lets after inhalation of radiolabelled surfactant via nasal 
prongs [130].

Figure 7 illustrates the variability in terms of both radi-
olabelled surfactant lung deposition and distribution. 
For instance, animals 1 and 2 were positioned in lateral 

decubitus during nebulization of Poractant alfa. How-
ever, animal 1 was positioned with the right side up and 
animal 2 with the left side up. Interestingly, even though 
total lung deposition was 38.6% and 47.8% in animal 1 
and 2, respectively, surfactant deposition in the depend-
ent lungs accounted for 33.4% and 43.7% in each case, 
suggesting the formation of a surfactant film within the 
airways after nebulization which distributes preferentially 
to the dependent lung [122, 130]. Nevertheless, animal 2 
and animal 4 were both positioned with the left side up 
but the difference in lung deposition was evident: total 
lung deposition in animal 4 was just 3.3%, whereas depo-
sition in the nasopharynx (18.4%) and stomach (20.6%) 
accounted for 39% of the nominal surfactant dose. Ani-
mal 3 was positioned in prone position and achieved a 
bilateral surfactant lung deposition that accounted for 
a 39.6% of the nominal dose (left lung 18.1%; right lung 
21.5%). In a clinical setting, an uneven surfactant distri-
bution as shown in Fig.  7 may induce a transient lung 
improvement but may ultimately yield a poor clinical 
response to therapy [175], such as unilateral pulmonary 
interstitial emphysema. Therefore, adequately powered 
lung deposition and distribution studies are essential in 
the development of aerosol therapies intended for the 
treatment of spontaneously-breathing premature infants 
managed with NIV. Nevertheless, such lung deposition 

Fig. 7 Gamma scintigraphy of newborn piglets obtained after nebulization of 99 m-technetium (99mTc)-labelled surfactant. These images belong to 
the recent study conducted by Cunha-Goncalves et al. [130]
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and distribution studies also have a number of limita-
tions that must be considered. Firstly, there is a differ-
ence between the nasal anatomy of animals and humans. 
For instance, if we consider neonatal piglets, the upper 
airway deposition pattern may be slightly different com-
pared to that of human preterm neonates. Further, the 
piglets may also require custom made animal interfaces. 
Finally, one should also bear in mind that lung distribu-
tion studies like the ones presented in Table  5 are con-
ducted with healthy animals and therefore do not capture 
the pathophysiological features of lung diseases (e.g. ate-
lectasis, reduced VT, poor compliance…).

In vitro models
The use of in vitro models to investigate aerosol deposi-
tion in the context of neonatal drug delivery has gained 
momentum over recent years. This approach is very use-
ful to decipher the influence of a great number of tech-
nical variables that affect the overall aerosol delivery 
efficiency before entering preclinical studies or clinical 
trials. Conventional in vitro tests are aimed at determin-
ing the aerosol production rate of specific device/prod-
uct combinations as well as the particle size distribution 
of the aerosol plume [176, 177]. These preliminary tests 
are particularly relevant for medical aerosols of complex 
formulations of higher viscosity than aqueous solutions 
that additionally display surface activity (e.g. surfactants 

and liposomal formulations) because they significantly 
affect the output rate of the nebulizers and may yield dif-
ferent particle size distributions [83, 121, 178–180]. The 
aerosol output rate is usually determined by collecting 
the aerosol emitted by the aerosol generator in specific 
drug-collection filters placed directly after the nebulizer 
[105, 111]. The particle size distribution can be deter-
mined using different techniques and devices such as the 
Next Generation Impactor (NGI) [181, 182], Andersen 
Cascade Impactor (ACI) [183], Laser Diffraction [184], or 
Time of Flight (TOF) [177] technologies. The theoretical 
principles of these methods were reviewed by Mitchell 
and Nagel [185].

The aforementioned United States Pharmacopeia’s 
chapter < 1601 > Products for Nebulization‑Character‑
ization Test provides a clear guideline to characterize 
the amount of drug delivered as well as the aerodynamic 
assessment of the aerosols generated by a given drug/
nebulizer combination [90]. This method provides 
robust data on the emitted aerosol dose and its particle 
size distribution. Unfortunately, it does not provide a 
good estimate of the lung dose, particularly in the con-
text of aerosol delivery to spontaneously-breathing pre-
term infants due to non-consideration of the respiratory 
pattern of preterm neonates, the NIV configuration, its 
bias flow, or the small size of the upper airways. More 
sophisticated in vitro ventilation circuits were developed 

Fig. 8 Scheme of an in vitro neonatal circuit for aerosol delivery experiments. The set-up is composed of a neonatal ventilator to provide NIV 
support followed by a temperature and humidity control unit, a nebulizer placed immediately after the Y-piece, a patient interface (nasal prongs), 
a cast of the upper airways of a premature neonate (PrINT model), a backup trap to collect the aerosol that impacts in the cast and moves forward 
as a liquid, drug collecting filters to determine the lung dose and the amount of aerosol reaching the expiratory limb, and a breath simulator 
programmed with a sinusoidal breathing pattern of a premature neonate. adapted from [182, 184]
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to circumvent these limitations. Figure  8 shows a rep-
resentative scheme of an in  vitro neonatal NIV cir-
cuit designed for aerosol deposition studies [184]. Such 
in  vitro set-ups typically include NICU-approved NIV 
generator devices (e.g. neonatal ventilator, bubble CPAP 
device, Infant Flow®) with appropriate tubing, humidity 
and temperature control, a breath simulator programmed 
with the breathing pattern approaching that of premature 
neonates, and drug collection filters to determine the 
lung dose. Notably, several neonatal in vitro circuits also 
include casts of the upper airways of neonates derived 
from three-dimensional computed tomography (CT) or 
magnetic resonance imaging of human patients, which 
can be digitalized and further translated into hard-cop-
ies by rapid prototyping [76, 93, 105, 109]. Considering 
that newborn infants are preferential nasal breathers, 
nose-throat casts accurately mimicking the anatomy and 
the dimensions of the upper airways are also very useful 
for aerosol deposition studies. Janssens et  al. developed 
the so-called Sophia Anatomical Infant Nose-throat 
(SAINT) model, which was derived from the CT scan of 
a 9-month-old girl of 10 kg [183]. Although the SAINT 
cast has been used as a model for premature neonates 
[93, 186], its dimensions are markedly larger than those 
of these patients. Using similar approaches, Minnochieri 
et  al. developed a Premature Infant Nose Throat-Model 
(PrINT) from a 32-week gestational age infant of 1.75 kg 
[187] and Younquist et al. generated a model from a head 
CT scan from a 26-week gestational age infant [188].

The relevance of incorporating a cast of the upper 
airway in the circuit was highlighted recently by Bianco 
et al. [182]. In this study, the authors assembled two dif-
ferent NIV ventilation circuits to determine the deliv-
ered dose of nebulized surfactant. The first set-up was 
designed based upon the United States Pharmacopeia 
guidelines and was composed of a neonatal ventila-
tor (air-flow 5 L/min, to achieve 5  cmH2O of CPAP), 
an eFlow Neos vibrating-membrane nebulizer, nasal 
prongs, a drug collection filter placed immediately after 
the prongs, and a breath simulator with the breathing 
pattern of a premature neonate (VT = 4.85 mL/kg; res-
piratory rate = 70 cycles/min; I:E = 1:1.5). In the second 
set-up, in addition to all the aforementioned elements, 
the PrINT cast [187] and a liquid-collecting trap were 
sequentially placed between the nasal prongs and the 
drug collection filter (Fig.  8). The liquid-collecting 
trap was placed between the PrINT cast and the drug 
collecting filter to drain the amount of nebulized sur-
factant impacting against the inner walls of the prongs 
and the PrINT cast that would otherwise move towards 
the filter as a liquid film. The amount of surfactant col-
lected in the drug filter with the first set-up ranged 
between 63 and 75% of the nominal dose (1056 mg of 

Poractant alfa), whereas it was remarkably reduced 
to values ranging 10–20% in the second set-up, which 
might be considered to be more representative of the 
in vivo situation. Interestingly, one-third of the nominal 
dose was recovered within the liquid-collecting trap, 
which highlights the significant aerosol impaction that 
takes place in the upper airways under conditions more 
representative of the neonate.

Therefore, advanced neonatal NIV circuits provide a 
controlled framework to carry out more insightful aero-
sol deposition studies. These types of neonatal in  vitro 
models have been used to investigate the aerosol delivery 
efficiency using different NIV types [109], to compare the 
performance of jet and vibrating-membrane nebulizers 
[76, 94, 121], the effect of the bias flow on aerosol deposi-
tion [94, 187], the influence of nebulizers positioning in 
different locations of the circuit [94, 184], the feasibility 
of using different NIV interfaces [182], and to estimate 
the lung dose in dose-escalating studies [184]. Never-
theless, the “model” concept implies a simplification 
of reality and thus gives rise to a number of limitations. 
Firstly, the inhaled dose is usually determined by meas-
uring the amount of drug impacting and remaining in 
a drug collection filter placed in the distal outlet of the 
upper airway cast, which precludes that a fraction of the 
inhaled aerosol could be exhaled during the expiratory 
phase. Secondly, the oral and nasal air-leaks that typi-
cally occur during NIV in the NICU are not considered in 
these models. Generally, all components of in vitro neo-
natal circuits are tightly assembled to avoid air leaks and 
nose-throat casts (e.g. PrINT and SAINT models) do not 
consider the oral cavity, which may often act as a relieve 
valve during NIV in spontaneously-breathing infants. 
Assuming that medical aerosols are distributed homo-
geneously in the inspiratory air-flow, air-leaks may pro-
portionally reduce the inhaled dose. Another limitation 
refers to the breathing pattern of premature neonates 
used in in vitro studies; breath simulation in bench stud-
ies is typically mimicked by programming a fixed sinusoi-
dal pattern and therefore does not capture the complex 
respiratory patterns of premature neonates, which may 
include apnoeic episodes and irregular periodic breath-
ing patterns. Consequently, in  vitro studies may slightly 
overestimate the lung dose. Lastly, the regional lung dis-
tribution of aerosolized drugs cannot be investigated with 
in vitro models. Interestingly, however, Montigaud et al. 
recently described an ex  vivo model of BPD consisting 
of the 3D-printed SAINT model connected to a sealed 
enclosure containing a rabbit thorax [186]. In this model, 
rabbit lungs were ventilated with BPD breathing patterns 
generated by negative pressure; lung ventilation assess-
ment was performed with 81mKrypton scintigraphy and 
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regional aerosol deposition was determined by coupling 
99mTc-DTPA.

As a final remark, the use of computational fluid 
dynamic (CFD) simulations, also referred to as in silico 
studies, has great potential as a tool to improve neona-
tal aerosol delivery [189, 190], although the technique 
remains largely under-exploited in this area so far. CFD 
simulations have significant and broad potential appli-
cability and may eventually be used to study aerosol for-
mation (e.g. liquid breakup or powder degradation), to 
evaluate and improve the aerosol generator device per-
formance [191], to aid the design of circuits and devices 
(e.g. patient interfaces) aimed at reducing extra-thoracic 
deposition of aerosols [78, 118], and to investigate the 
regional airway deposition of new aerosol delivery strate-
gies [192].

Conclusions and perspective
Major advances in the treatment of neonatal lung disease 
have been made in recent decades to increase survival 
through greater use of NIV to avoid the often-detrimen-
tal pro-inflammatory consequences associated with the 
use of mechanical ventilation. The shift in clinical prac-
tice toward NIV has led in turn to an increased focus on 
non-invasive delivery of drugs to target the lungs, such as 
surfactants. However, the knowledge gained on aerosol 
therapy in the paediatric population cannot be translated 
directly to the neonates, in particular when considering 
preterm infants.

None of the attempts to deliver surfactant as an aero-
sol have yet proven to be clearly efficacious in the clinical 
studies published to date, indicating the challenge of tar-
geted lung delivery in this patient population and the lack 
of comprehensive understanding of the intricate com-
bination of factors impacting this route of administra-
tion. The authors have described all limiting factors that 
can affect lung deposition, which ultimately negatively 
impact the therapeutic benefit.

For example, and notably, all drugs approved for nebu-
lization in the paediatric population are to be admin-
istered via facial masks. This approach is potentially 
problematic for the preterm neonate, who are prefer-
ential nasal breathers, unless the mouth is kept closed 
during aerosolization, similar to the approach by Minoc-
chieri [73]. The authors would discourage the develop-
ment of aerosolized drugs to be administered exclusively 
via the mouth, bypassing the nasopharynx, since this 
method approaches pharyngeal instillation and may fur-
ther reduce the dose delivered to the lungs.

Different NIV strategies rely on different patient inter-
faces, which we have shown can play a significant role in 
the amount of drug that can be inhaled by the patients. 
For instance, HFNC can be applied safely only with 

dedicated cannulas and a high degree of leakage; hence, 
nebulizing a drug in combination with HFNC should be 
discouraged. Other NIV techniques can be applied with 
both nasal prongs and masks and there is insufficient evi-
dence to recommend one versus the other. Irrespective of 
this choice, what is likely most important is the degree of 
leakage that is difficult to control and to be kept at mini-
mal levels without impairing the safety of the procedure.

The position of the nebulizer in the respiratory cir-
cuit clearly has an effect on the inhaled dose: nebulizers 
should not be placed in the inspiratory limb as there is 
sufficient evidence that lung deposition is negligible 
with this technique. Similarly, jet nebulizers should also 
be avoided, as they produce high velocity particles and 
if positioned at the patient interface such devices would 
create an aerosol that would impact more rapidly on the 
surrounding surfaces (both the device interface and the 
patient’s mucosa).

Unlike in adults, radiolabelling an active ingredient and 
tracing its deposition in the lungs is not possible in the 
neonatal population for safety reasons. Thus, assump-
tions about the lung dose and distribution in neonates 
are reliant on in vitro and animal models; however, inap-
propriate model selection may overestimate the delivered 
lung dose. The amount of drug that should be admin-
istered to attain a therapeutic dose in the lung could 
be several folds higher than expected due to leakage 
at the patient interface, with potential implications for 
cost-effectiveness.

The lack of clear knowledge of the requirements for 
the development of aerosolized drug from premature 
infants is mirrored by the lack of guidelines from regu-
latory authorities and pharmacopeia on the drug devel-
opment of such treatment. In conclusion, we believe 
that further studies are needed to understand if there is 
a solution that addresses all factors (both intrinsic and 
extrinsic) influencing drug aerosolization in combina-
tion with NIV and which would support optimized and 
higher lung deposition and in turn convey a meaningful 
therapeutic benefit. This would allow the leveraging and 
deployment of what is, in principle, a very attractive non-
invasive drug delivery modality. To do so, a strong col-
laboration between academia, industry, and regulatory 
bodies is needed.

Abbreviations
99mTc-DTPA: 99mTecnetium Diethylenetriamine Pentaacetate; ACI: Andersen 
cascade impactor; APSD: Aerodynamic particle size distribution; BiPAP: Bilevel 
positive airway pressure; BPD: Bronchopulmonary dysplasia; CAG : Capillary 
aerosol generator; Cdyn: Dynamic compliance; CFD: Computational fluid 
dynamic; COPD: Chronic obstructive pulmonary disease; CPA: Continuous 
powder aerosolizer; CPAP: Continuous positive airway pressure; CT: Computed 
tomography; DPI: Dry powder inhalers; ECG: Enhanced condensational 
growth; FPF: Fine particle fraction; FRC: Functional residual capacity; G: Gen-
eration; GA: Gestational age; GC: Graseby capsule; GSD: Geometric standard 



Page 27 of 31Bianco et al. Respir Res           (2021) 22:71  

deviation; HFNC: High flow nasal cannula; I:E: Inspiratory-expiratory ratio; ID: 
Internal diameter; IQR: Interquartile range; MMAD: Mass median aerodynamic 
diameter; MMD: Mass median diameter; NA: Not available; NAVA: Neurally 
adjusted ventilator assist; nCPAP: Nasal continuous positive airway pressure; 
NGI: Next generation impactor; NICU: Neonatal intensive care unit; nIPPV: 
Nasal intermittent positive pressure ventilation; NIV: Non-invasive ventilation; 
nRDS: Neonatal respiratory distress syndrome; PEEP: Positive end expiratory 
pressure; pMDI: Pressurized metered dose inhalers; PrINT: Premature infant 
nose throat-model; PSD: Particle size distribution; SAINT: Sophia anatomical 
infant nose-throat; sNIPPV: Synchronized nasal intermittent positive pressure 
ventilation; Ti: Inspiratory time; TOF: Time of flight; VE: Minute volume; VMD: 
Volume median diameter; VT: Tidal volume.

Acknowledgements
None.

Authors’ contributions
All authors have written, revised the final version of the manuscript. All 
authors read and approved the final manuscript.

Funding
The study was funded by Chiesi Farmaceutici.

Availability of data and materials
Not applicable.

Ethics approval and consent to participate
Not applicable.

Consent for publication
Not applicable.

Competing interests
FB, FS, IM, SB, and EP are employees of Chiesi Farmaceutici S.p.A. XM served as 
consultant for this study.

Author details
1 Department of Preclinical Pharmacology, R&D, Chiesi Farmaceutici S.P.A., 
43122 Parma, Italy. 2 Scientific Consultant, 48640 Bilbao, Spain. 3 TechRes Lab, 
Dipartimento Di Elettronica, Informazione E Bioingegneria (DEIB), Politecnico 
Di Milano University, Milano, Italy. 4 Neonatal Intensive Care Unit, Fondazione 
MBBM-ASST-Monza, Monza, Italy. 5 School of Human Sciences, University 
of Western Australia, Perth, Australia. 

Received: 6 October 2020   Accepted: 23 November 2020

References
 1. Regev RH, Reichman B. Prematurity and intrauterine growth retarda-

tion—double jeopardy? Clin Perinatol. 2004;31:453–73.
 2. Kuypers K, Martherus T, Lamberska T, Dekker J, Hooper SB, te Pas AB. 

Reflexes that impact spontaneous breathing of preterm infants at birth: 
a narrative review. Arch Dis Child Fetal Neonatal Ed. 2020;105:675–9.

 3. Martherus T, Oberthuer A, Dekker J, Hooper SB, McGillick EV, Kribs 
A, et al. Supporting breathing of preterm infants at birth: a narrative 
review. Arch Dis Child Fetal Neonatal Ed. 2019;104:F102 LP-F107.

 4. Te Pas AB, Spaans VM, Rijken M, Morley CJ, Walther FJ. Early nasal 
continuous positive airway pressure and low threshold for intubation in 
very preterm infants. Acta Paediatr. 2008;97:1049–54.

 5. Jensen EA, DeMauro SB, Kornhauser M, Aghai ZH, Greenspan JS, Dysart 
KC. Effects of multiple ventilation courses and duration of mechanical 
ventilation on respiratory outcomes in extremely low-birth-weight 
infants. JAMA Pediatr. 2015;169:1011–7.

 6. Attar MA, Donn SM. Mechanisms of ventilator-induced lung injury in 
premature infants. Semin Neonatol. 2002;7:353–60.

 7. Speer CP. Neonatal respiratory distress syndrome: an inflammatory 
disease? Neonatology. 2011;99:316–9.

 8. Hayes D, Feola DJ, Murphy BS, Shook LA, Ballard HO. Pathogenesis of 
bronchopulmonary dysplasia. Respiration. 2010;79:425–36.

 9. Sweet DG, Carnielli V, Greisen G, Hallman M, Ozek E, Te Pas A, et al. Euro-
pean consensus guidelines on the management of respiratory distress 
syndrome—2019 update. Neonatology. 2019;115:432–50.

 10. Pryhuber GS. Postnatal infections and immunology affecting chronic 
lung disease of prematurity. Clin Perinatol. 2015;42:697–718.

 11. Nair J, Lakshminrusimha S. Update on PPHN: mechanisms and treat-
ment. Semin Perinatol. 2014;38:78–91.

 12. Sinha S, Garg S. Non-invasive ventilation in premature infants: based on 
evidence or habit. J Clin Neonatol. 2013;2:155–9.

 13. Moresco L, Calevo MG, Bruschettini M. Antibiotics for the management 
of [suspected] transient tachypnea of the newborn. Cochrane Database 
Syst Rev. 2018:CD012872.

 14. Halliday HL. Update on postnatal steroids. Neonatology. 
2017;111:415–22.

 15. Speer CP, Robertson B, Curstedt T, Halliday HL, Compagnone D, Gefeller 
O, et al. Randomized European multicenter trial of surfactant replace-
ment therapy for severe neonatal respiratory distress syndrome: single 
versus multiple doses of Curosurf. Pediatrics. 1992;89:13–20.

 16. Ho D-K, Nichols BLB, Edgar KJ, Murgia X, Loretz B, Lehr C-M. Challenges 
and strategies in drug delivery systems for treatment of pulmonary 
infections. Eur J Pharm Biopharm. 2019;144:110–24.

 17. Jain D, Bancalari E. New Developments in Respiratory Support for 
Preterm Infants. Am J Perinatol. 2019;36:S13–7.

 18. Barkhuff WD, Soll RF. Novel surfactant administration techniques: will 
they change outcome? Neonatology. 2019;115:411–22.

 19. Mazela J, Merritt TA, Finer NN. Aerosolized surfactants. Curr Opin Pediatr. 
2007;19:155–62.

 20. Dani C, Corsini I, Burchielli S, Cangiamila V, Longini M, Paternostro F, 
et al. Natural surfactant combined with beclomethasone decreases 
oxidative lung injury in the preterm lamb. Pediatr Pulmonol. 
2014;44:1159–67.

 21. Dani C, Corsini I, Burchielli S, Cangiamila V, Romagnoli R, Jayonta B, et al. 
Natural surfactant combined with beclomethasone decreases lung 
inflammation in the preterm lamb. Respiration. 2011;82:369–76.

 22. Sakurai R, Villarreal P, Husain S, Liu J, Sakurai T, Tou E, et al. Curcumin 
protects the developing lung against long-term hyperoxic injury. Am J 
Physiol Lung Cell Mol Physiol. 2013;305:L301–11.

 23. Yang CF, Lin CH, Chiou SY, Yang YC, Tsao PC, Lee YS, et al. Intratracheal 
budesonide supplementation in addition to surfactant improves 
pulmonary outcome in surfactant-depleted newborn piglets. Pediatr 
Pulmonol. 2013;48:151–9.

 24. Ricci F, Catozzi C, Ravanetti F, Murgia X, D’Aló F, Macchidani N, et al. 
In vitro and in vivo characterization of poractant alfa supplemented 
with budesonide for safe and effective intratracheal administration. 
Pediatr Res. 2017;82:1056–63.

 25. Takeda K, Okamoto M, De Langhe S, Dill E, Armstrong M, Reisdorf N, 
et al. Peroxisome proliferator-activated receptor-g agonist treatment 
increases septation and angiogenesis and decreases airway hyper-
responsiveness in a model of experimental neonatal chronic lung 
disease. Anat Rec. 2009;292:1045–61.

 26. Fox WW, Weis CM, Cox C, Farina C, Drott H, Wolfson MR, et al. Pulmonary 
administration of gentamicin during liquid ventilation in a newborn 
lamb lung injury model. Pediatrics. 1997;100:E5.

 27. Van’t Veen AV, Gommers D, Verbrugge SJC, Wollmer P, Mouton JW, 
Kooij PPM, et al. Lung clearance of intratracheally instilled 99mTc-
tobramycin using pulmonary surfactant as vehicle. Br J Pharmacol. 
1999;126:1091–6.

 28. Luo J, Si Y, Chen J, Feng Z. Treatment of bronchopulmonary dysplasia by 
vascular endothelial growth factor: the earlier the better ? Int J Clin Exp 
Med. 2018;11:474–87.

 29. Massaro D, De Carlo MG. Retinoids, alveolus formation, and 
alveolar deficiency: clinical implications. Am J Respir Cell Mol Biol. 
2003;28:271–4.

 30. Wahl HB, Hütten MC, Monz D, Tutdibi E, Ophelders D, Nikiforou M, et al. 
Vitamin A supplementation by endotracheal application of a nano-
encapsulated preparation is feasible in ventilated preterm lambs. J 
Aerosol Med Pulm Drug Deliv. 2018;31:323–30.

 31. Mandell E, Seedorf G, Gien J, Abman SH. Vitamin D treatment improves 
survival and infant lung structure after intra-amniotic endotoxin expo-
sure in rats: potential role for the prevention of bronchopulmonary 
dysplasia. Am J Physiol Lung Cell Mol Physiol. 2014;306:L420–8.



Page 28 of 31Bianco et al. Respir Res           (2021) 22:71 

 32. Von Der Hardt K, Schoof E, Kandler MA, Dötsch J, Rascher W. 
Aerosolized perfluorocarbon suppresses early pulmonary inflam-
matory response in a surfactant-depleted piglet model. Pediatr Res. 
2002;51:177–82.

 33. Noponen T, Nordh A, Berg A, Ley D, Hansson SR, Pesonen E, et al. Circu-
latory effects of inhaled iloprost in the newborn preterm lamb. Pediatr 
Res. 2009;66:416–22.

 34. Murgia X, Mielgo V, Valls-i-Soler A, Ruiz-del-Yerro E, Rey-Santano C. 
Aerosolized perfluorocarbon improves gas exchange and pulmonary 
mechanics in preterm lambs with severe respiratory distress syndrome. 
Pediatr Res. 2012;72:393–9.

 35. Baer B, Souza LMP, Pimentel AS, Veldhuizen RAW. New insights into 
exogenous surfactant as a carrier of pulmonary therapeutics. Biochem 
Pharmacol. 2019;164:64–73.

 36. Walther FJ, Gupta M, Lipp MM, Chan H, Krzewick J, Gordon LM, et al. 
Aerosol delivery of dry powder synthetic lung surfactant to surfactant-
deficient rabbits and preterm lambs on non-invasive respiratory sup-
port. Gates Open Res. 2019;3:6.

 37. Arroe M, Pedersen-Bjergaard L, Albertsen P, Bode S, Greison G, Jonsbo 
F, et al. Inhalation of aerosolized surfactant Exosurf to neonates treated 
with nasal continuous positive airway pressure. Prenat Neonatal Med. 
1998;3:346–52.

 38. Finer NN, Merritt TA, Bernstein G, Job L, Mazela J, Segal R. An open 
label, pilot study of Aerosurf ® combined with nCPAP to prevent RDS in 
preterm neonates. J Aerosol Med Pulm Drug Deliv. 2010a;23:303–9.

 39. Köhler E, Jilg G, Avenarius S, Jorch G. Lung deposition after inhalation 
with various nebulisers in preterm infants. Arch Dis Child Fetal Neonatal 
Ed. 2008;93:F275–9.

 40. Bassler D, Plavka R, Shinwell ES, Hallman M, Jarreau PH, Carnielli V, et al. 
Early inhaled budesonide for the prevention of bronchopulmonary 
dysplasia. N Engl J Med. 2015;373:1497–506.

 41. Fok TF, Monkman S, Dolovich M, Gray S, Coates G, Paes B, et al. 
Efficiency of aerosol medication delivery from a metered dose inhaler 
versus jet nebulizer in infants with bronchopulmonary dysplasia. Pedi-
atr Pulmonol. 1996;21:301–9.

 42. Mazela J, Polin RA. Aerosol delivery to ventilated newborn infants: 
historical challenges and new directions. Eur J Pediatr. 2011;170:433–44.

 43. Cole CH. Special problems in aerosol delivery: Neonatal and pediatric 
considerations. Respir Care. 2000;45:646–51.

 44. Fink JB. Aerosol delivery to ventilated infant and pediatric patients. 
Respir Care. 2004;49:653–65.

 45. Neumann RP, Von Ungern-Sternberg BS. The neonatal lung - Physiology 
and ventilation. Paediatr Anaesth. 2014;24:10–21.

 46. El Taoum KK, Xi J, Kim JW, Berlinski A. In vitro evaluation of aerosols 
delivered via the nasal route. Respir Care. 2015;60:1015–25.

 47. McNicholas WT. The nose and OSA: variable nasal obstruction may be 
more important in pathophysiology than fixed obstruction. Eur Respir J. 
2008;32:3–8.

 48. Waisman D. Non-traumatic nasopharyngeal suction in premature new-
born infants with upper airway obstruction from secretions following 
nasal CPAP. J Pediatr. 2006;149:279.

 49. Harless J, Ramaiah R, Bhananker SM. Symposium: critical airway 
management pediatric airway management. Int J Crit Illn Inj Sci. 
2014;4:65–70.

 50. Darquenne C. Aerosol deposition in health and disease. J Aerosol Med 
Pulm Drug Deliv. 2012;2012(25):140–7.

 51. Murgia X, Loretz B, Hartwig O, Hittinger M, Lehr C-M. The role of mucus 
on drug transport and its potential to affect therapeutic outcomes. Adv 
Drug Deliv Rev. 2017;124:82–97.

 52. Rozanek M, Roubik K, Horakova Z. Simulation of the different respiratory 
mechanics effect upon the efficiency of artificial lung ventilation using 
mathematical model of the respiratory system. In: IFMBE Proc. 2009. p. 
1674–6.

 53. Fishman RA, Pashley NRT. A study of the premature neonatal airway. 
Otolaryngol Head Neck Surg. 1981;89:604–7.

 54. Richards DS, Farah LA. Sonographic visualization of the fetal upper 
airway. Ultrasound Obstet Gynecol. 1994;4:21–3.

 55. Bancalari E. Molecular bases for lung development, injury, and repair. In: 
Polin RA, editor. Newborn lung neonatol quest controv. Philadelphia: 
Saunders; 2012. p. 3–27.

 56. Ricci F, Salomone F, Kuypers E, Ophelders D, Nikiforou M, Willems M, 
et al. In Vivo evaluation of the acute pulmonary response to poract-
ant alfa and bovactant treatments in lung-lavaged adult rabbits and 
in preterm lambs with respiratory distress syndrome. Front Pediatr. 
2017;5:186.

 57. Perez-Gil J, Weaver TE. Pulmonary surfactant pathophysiology: current 
models and open questions. Physiology. 2010;25:132–41.

 58. Sweet DG, Carnielli V, Greisen G, Hallman M, Ozek E, Plavka R, et al. Euro-
pean consensus guidelines on the management of respiratory distress 
syndrome—2016 update. Neonatology. 2017;111:107–25.

 59. Raschetti R, Centorrino R, Letamendia E, Benachi A, Marfaing-Koka A, 
De Luca D. Estimation of early life endogenous surfactant pool and 
CPAP failure in preterm neonates with RDS. Respir Res. 2019;20:75.

 60. Papastamelos C, Panitch HB, England SE, Allen JL. Developmental 
changes in chest wall compliance in infancy and early childhood. J 
Appl Physiol. 1995;78(179):84.

 61. Dekker J, Martherus T, Lopriore E, Giera M, McGillick EV, Hutten J, et al. 
The effect of initial high vs. low  FiO2 on breathing effort in preterm 
infants at birth: a randomized controlled trial. Front Pediatr. 2019;7:1–11.

 62. Te Pas AB, Wong C, Kamlin COF, Dawson JA, Morley CJ, Davis PG. 
Breathing patterns in preterm and term infants immediately after birth. 
Pediatr Res. 2009;65:352–6.

 63. Picone S, Aufieri R, Paolillo P. Apnea of prematurity: challenges and solu-
tions. Res Rep Neonatol. 2014. https ://doi.org/10.2147/RRN.S4481 0.

 64. Xi J, Si X, Zhou Y, Kim JW, Berlinski A. Growth of nasal and laryngeal 
airways in children: implications in breathing and inhaled aerosol 
dynamics. Respir Care. 2014;59:263–73.

 65. Fleming S, Thompson M, Stevens R, Heneghan C, Plüddemann A, 
MacOnochie I, et al. Normal ranges of heart rate and respiratory rate in 
children from birth to 18 years of age: a systematic review of observa-
tional studies. Lancet. 2011;377:1011–8.

 66. Gagliardi L, Rusconi F, Castagneto M, Leo G, Porta N, Razon S, et al. 
Respiratory rate and body mass in the first three years of life. Arch Dis 
Child. 1997;76:151–4.

 67. Rusconi F, Castagneto M, Gagliardi L, Leo G, Pellegatta A, Porta N, et al. 
Reference values for respiratory rate in the first 3 years of life. Pediatrics. 
1994;94:350–5.

 68. Dolovich MB, Dhand R. Aerosol drug delivery: developments in device 
design and clinical use. Lancet. 2011;377:1032–45.

 69. Steinhorn R, Davis JM, Göpel W, Jobe A, Abman S, Laughon M, et al. 
Chronic pulmonary insufficiency of prematurity: developing optimal 
endpoints for drug development. J Pediatr. 2017;191(15–21):e1.

 70. O’Callaghan C, Barry PW. The science of nebulised drug delivery. Thorax. 
1997;52:S31–44.

 71. Jorch G, Hartl H, Roth B, Kribs A, Gortner L, Schaible T, et al. To the 
editor: Surfactant aerosol treatment of respiratory distress syndrome 
in spontaneously breathing premature infants. Pediatr Pulmonol. 
1997;24:222–4.

 72. Berggren E, Liljedahl M, Winbladh B, Andreasson B, Curstedt T, Robert-
son B, et al. Pilot study of nebulized surfactant therapy for neonatal 
respiratory distress syndrome. Acta Paediatr. 2000;89:460–4.

 73. Minocchieri S, Berry CA, Pillow JJ. Nebulised surfactant to reduce sever-
ity of respiratory distress: a blinded, parallel, randomised controlled trial. 
Arch Dis Child Fetal Neonatal Ed. 2018;104:F313–9.

 74. Sood BG, Cortez J, Kolli M, Sharma A, Delaney-Black V, Chen X. Aero-
solized surfactant in neonatal respiratory distress syndrome: phase I 
study. Early Hum Dev Elsevier. 2019;134:19–25.

 75. Lee YH, Kwon GY, Park DY, Bang JY, Jang DM, Lee SH, et al. Efficiency of 
a new mesh-type nebulizer (NE-SM1 NEPLUS) for intrapulmonary deliv-
ery of ipratropium bromide in surgical patients. Basic Clin Pharmacol 
Toxicol. 2016;118:313–9.

 76. Tiemersma S, Minocchieri S, Van Lingen RA, Nelle M, Devadason SG. 
Vibrating membrane devices deliver aerosols more efficient than 
standard devices: a study in a neonatal upper airway model. J Aerosol 
Med Pulm Drug Deliv. 2013;26:280–6.

 77. Dubus JC, Vecellio L, De Monte M, Fink JB, Grimbert D, Montharu J, et al. 
Aerosol deposition in neonatal ventilation. Pediatr Res. 2005;58:10–4.

 78. Bass K, Boc S, Hindle M, Dodson K, Longest W. High-efficiency nose-
to-lung aerosol delivery in an infant: development of a validated 
computational fluid dynamics method. J Aerosol Med Pulm Drug Deliv. 
2019;32:132–48.

https://doi.org/10.2147/RRN.S44810


Page 29 of 31Bianco et al. Respir Res           (2021) 22:71  

 79. Pillow J, Minocchieri S. Innovation in surfactant therapy II: surfactant 
administration by aerosolization. Neonatology. 2012;101:337–44.

 80. Goikoetxea E, Murgia X, Serna-Grande P, Valls-i-Soler A, Rey-Santano C, 
Rivas A, et al. In vitro surfactant and perfluorocarbon aerosol deposition 
in a neonatal physical model of the upper conducting airways. PLoS 
ONE. 2014;9:e106835.

 81. Milesi I, Tingay DG, Lavizzari A, Bianco F, Zannin E, Tagliabue P, et al. 
Supraglottic atomization of surfactant in spontaneously breathing 
lambs receiving continuous positive airway pressure. Pediatr Crit Care 
Med. 2017;18:e428–34.

 82. Nord A, Linner R, Milesi I, Zannin E, di Castri M, Bianco F, et al. A novel 
delivery system for supraglottic atomization allows increased lung 
deposition rates of pulmonary surfactant in newborn piglets. Pediatr 
Res. 2019;87:1019–24.

 83. Murgia X, Gastiasoro E, Mielgo V, Ruiz-del-Yerro E, Alvarez-Diaz FJ, 
Lafuente H, et al. Surfactant and perfluorocarbon aerosolization during 
different mechanical ventilation strategies by means of inhalation cath-
eters: an in vitro study. J Aerosol Med Pulm Drug Deliv. 2012;25:23–31.

 84. Wagner MH, Amthauer H, Sonntag J, Drenk F, Eichstädt HW, Obladen M. 
Endotracheal surfactant atomization: an alternative to bolus instillation? 
Crit Care Med. 2000;28:2540–4.

 85. Milesi I, Tingay DG, Zannin E, Bianco F, Tagliabue P, Mosca F, et al. 
Intratracheal atomized surfactant provides similar outcomes as bolus 
surfactant in preterm lambs with respiratory distress syndrome. Pediatr 
Res. 2016;80:92–100.

 86. Cummings JJ, Gerday E, Minton S, Katheria A, Albert G. Aerosolized 
calfactant for newborns with respiratory distress: a randomized trial. 
Pediatrics. 2020;146:e20193967.

 87. Rahmel DK, Pohlmann G, Iwatschenko P, Volland J, Liebisch S, Kock H, 
et al. The non-intubated, spontaneously breathing, continuous positive 
airway pressure (CPAP) ventilated pre-term lamb: a unique animal 
model. Reprod Toxicol. 2012;34:204–15.

 88. Pohlmann G, Iwatschenko P, Koch W, Windt H, Rast M, de Abreu MG, 
et al. A novel continuous powder aerosolizer (CPA) for inhalative admin-
istration of highly concentrated recombinant surfactant protein-C 
(rSP-C) surfactant to preterm neonates. J Aerosol Med Pulm Drug Deliv. 
2013;26:370–9.

 89. Preparation for nebulization: characterization. Eur Pharmacop (Ph 
Eur). 10.2 Editi. European Directorate for the Quality of Medicines and 
Healthcare; 2020. p. 404–6.

 90. Products for Nebulization - Characterization Tests. Unites States Phar-
macop. USP41 ed. 2018.

 91. Mitchell JP, Nagel MW, Wiersema KJ, Doyle CC. Aerodynamic particle 
size analysis of aerosols from pressurized metered-dose inhalers: 
comparison of andersen 8-stage cascade impactor, next generation 
pharmaceutical impactor, and model 3321 aerodynamic particle sizer 
aerosol spectrometer. AAPS Pharm Sci Tech. 2003;4:425–33.

 92. Patton JS, Byron PR. Inhaling medicines: delivering drugs to the body 
through the lungs. Nat Rev Drug Discov. 2007;6:67–74.

 93. Réminiac F, Vecellio L, Loughlin RM, Le Pennec D, Cabrera M, 
Vourc’h NH, et al. Nasal high flow nebulization in infants and tod-
dlers: An in vitro and in vivo scintigraphic study. Pediatr Pulmonol. 
2017;52:337–44.

 94. Ari A, Atalay OT, Harwood R, Sheard MM, Aljamhan EA, Fink JB. Influence 
of nebulizer type, position, and bias flow on aerosol drug delivery in 
simulated pediatric and adult lung models during mechanical ventila-
tion. Respir Care. 2010;55:845–51.

 95. Berlinski A, Randy WJ. Albuterol delivery by 4 different nebulizers placed 
in 4 different positions in a pediatric ventilator in vitro model. Respir 
Care. 2013;58:1124–33.

 96. Verder H, Bohlin K, Kamper J, Lindwall R, Jonsson B. Nasal CPAP and 
surfactant for treatment of respiratory distress syndrome and preven-
tion of bronchopulmonary dysplasia. Acta Paediatr Int J Paediatr. 
2009;98:1400–8.

 97. Bhandari V. Nasal intermittent positive pressure ventilation in the new-
born: review of literature and evidence-based guidelines. J Perinatol. 
2010;30:505–12.

 98. Migliori C, Motta M, Angeli A, Chirico G. Nasal bilevel vs. continu-
ous positive airway pressure in preterms infants. Pediatr Pulmonol. 
2005;40:426–30.

 99. Dysart K, Miller TL, Wolfson MR, Shaffer TH. Research in high flow 
therapy: mechanisms of action. Respir Med. 2009;103:1400–5.

 100. Yoder BA, Manley B, Collins C, Ives K, Kugelman A, Lavizzari A, et al. Con-
sensus approach to nasal high-flow therapy in neonates. J Perinatol. 
2017;37:809–13.

 101. Gerdes JS, Sivieri EM, Abbasi S. Factors influencing delivered mean 
airway pressure during nasal CPAP with the RAM cannula. Pediatr 
Pulmonol. 2016;51:60–9.

 102. Sivieri EM, Gerdes JS, Abbasi S. Effect of HFNC flow rate, cannula size, 
and nares diameter on generated airway pressures: An in vitro study. 
Pediatr Pulmonol. 2013;48:506–14.

 103. Alexander DJ, Collins CJ, Coombs DW, Gilkison IS, Hardy CJ, Healey G, 
et al. Association of Inhalation Toxicologists (AIT) Working Party Recom-
mendation for Standard Delivered Dose Calculation and Expression in 
Non-Clinical Aerosol Inhalation Toxicology Studies with Pharmaceuti-
cals. Inhal Toxicol. 2008;20:1179–89.

 104. Tarantini F, Milesi I, Murgia X, Bianco F, Dellac L. A compartment-based 
mathematical model for studying convective aerosol transport in 
newborns receiving nebulized drugs during noninvasive respiratory 
support. Pharmaceutics. 2020;12:936.

 105. Bianco F, Ricci F, Catozzi C, Murgia X, Schlun M, Bucholski A, et al. From 
bench to bedside: in vitro and in vivo evaluation of a neonate-focused 
nebulized surfactant delivery strategy. Respir Res. 2019;20:134.

 106. De Paoli AG, Morley CJ, Davis PG, Lau R, Hingeley E. In vitro comparison 
of nasal continuous positive airway pressure devices for neonates. Arch 
Dis Child Fetal Neonatal Ed. 2002;87:F42–5.

 107. Xie L-H. Hydrocolloid dressing in preventing nasal trauma secondary to 
nasal continuous positive airway pressure in preterm infants. World J 
Emerg Med. 2014;5:218–22.

 108. Drevhammar T, Nilsson K, Zetterström H, Jonsson B. Seven ventilators 
challenged with leaks during neonatal nasal CPAP: an experimental 
pilot study. Respir Care. 2015;60:1000–6.

 109. Sunbul FS, Fink JB, Harwood R, Sheard MM, Zimmerman RD, Ari A. 
Comparison of HFNC, bubble CPAP and SiPAP on aerosol delivery in 
neonates: an in-vitro study. Pediatr Pulmonol. 2015;50:1099–106.

 110. De Paoli AG, Morley C, Davis PG. Nasal CPAP for neonates: what do we 
know in 2003? Arch Dis Child Fetal Neonatal Ed. 2003;88:F168–72.

 111. Mazela J, Chmura K, Kulza M, Henderson C, Gregory TJ, Moskal A, et al. 
Aerosolized albuterol sulfate delivery under neonatal ventilatory condi-
tions: in vitro evaluation of a novel ventilator circuit patient interface 
connector. J Aerosol Med Pulm Drug Deliv. 2014;27:58–65.

 112. Stern DJ, Weisner MD, Courtney SE. Synchronized neonatal non-inva-
sive ventilation-a pilot study: the graseby capsule with bi-level NCPAP. 
Pediatr Pulmonol. 2014;49:659–64.

 113. Owen LS, Manley BJ. Nasal intermittent positive pressure ventilation 
in preterm infants: equipment, evidence, and synchronization. Semin 
Fetal Neonatal Med. 2017;21:146–53.

 114. Aerogen. Aerogen Solo Instruction Manual. 2020. https ://www.aerog 
en.com/nebul izati on-produ ct-suppo rt/.

 115. Martin AR, Finlay WH. The effect of humidity on the size of parti-
cles delivered from metered-dose inhalers. Aerosol Sci Technol. 
2005;39:283–9.

 116. Lange CF, Finlay WH. Overcoming the adverse effect of humidity in 
aerosol delivery via pressurized metered-dose inhalers during mechani-
cal ventilation. Am J Respir Crit Care Med. 2000;161:1614–8.

 117. Branson RD, Gentile MA. Is humidification always necessary during 
noninvasive ventilation in the hospital? Respir Care. 2010;55:209–16.

 118. Longest PW, Walenga RL, Son YJ, Hindle M. High-efficiency generation 
and delivery of aerosols through nasal cannula during noninvasive 
ventilation. J Aerosol Med Pulm Drug Deliv. 2013;26:266–79.

 119. Kamga Gninzeko FJ, Valentine MS, Tho CK, Chindal SR, Boc S, Dhapare 
S, et al. Excipient enhanced growth aerosol surfactant replacement 
therapy in an in vivo rat lung injury model. J Aerosol Med Pulm Drug 
Deliv. 2020. https ://doi.org/10.1089/jamp.2020.1593.

 120. King DM, Wang Z, Palmer HJ, Holm BA, Notter RH. Bulk shear viscosities 
of endogenous and exogenous lung surfactants. Am J Physiol Lung 
Cell Mol Physiol. 2002;282:L277–84.

 121. Ari A. Jet, ultrasonic, and mesh nebulizers: an evaluation of nebulizers 
for better clinical outcomes. Eurasian J Pulmonol. 2014;16:1–7.

 122. Linner R, Perez-de-Sa V, Cunha-Goncalves D. Lung deposition of nebu-
lized surfactant in newborn piglets. Neonatology. 2015;107:277–82.

https://www.aerogen.com/nebulization-product-support/
https://www.aerogen.com/nebulization-product-support/
https://doi.org/10.1089/jamp.2020.1593


Page 30 of 31Bianco et al. Respir Res           (2021) 22:71 

 123. Goode ML, Fink JB, Dhand R, Tobin MJ. Improvement in aerosol delivery 
with helium-oxygen mixtures during mechanical ventilation. Am J 
Respir Crit Care Med. 2001;163:109–14.

 124. Colnaghi M, Pierro M, Migliori C, Ciralli F, Matassa PG, Vendettuoli V, 
et al. Nasal continuous positive airway pressure with heliox in preterm 
infants with respiratory distress syndrome. Pediatrics. 2012;129:e33 
3LP-e338.

 125. Piva JP, Menna Barreto SS, Zelmanovitz F, Amantéa S, Cox P. Heliox ver-
sus oxygen for nebulized aerosol therapy in children with lower airway 
obstruction. Pediatr Crit Care Med. 2002;3:6–10.

 126. Poets CF, Lim K, Cramer S, Marshall A, Gale T, Dargaville PA. Oxygenation 
and intermittent hypoxia in supine vs prone position in very preterm 
infants. Acta Paediatr. 2020;109:1677–8.

 127. Dimitriou G, Greenough A, Pink L, McGhee A, Hickey A, Rafferty 
GF. Effect of posture on oxygenation and respiratory muscle 
strength in convalescent infants. Arch Dis Child Fetal Neonatal Ed. 
2002;86:F147–50.

 128. Hough J, Trojman A, Schibler A. Effect of time and body position on 
ventilation in premature infants. Pediatr Res. 2016;80:499–504.

 129. Lupton-Smith A, Argent A, Rimensberger P, Frerichs I, Morrow B. Prone 
positioning improves ventilation homogeneity in children with acute 
respiratory distress syndrome. Pediatr Crit Care Med. 2017;18:e229–34.

 130. Cunha-Goncalves D, Nord A, Bianco F, Salomone F, Ricci F, Schlun 
M, et al. Impact of body position on lung deposition of nebulized 
surfactant in newborn piglets on nasal continuous positive airway pres-
sure. Neonatology. 2020. https ://doi.org/10.1159/00050 8349.

 131. O’Brien F, Clapham D, Krysiak K, Batchelor H, Field P, Caivano G, et al. 
Making medicines baby size: the challenges in bridging the formula-
tion gap in neonatal medicine. Int J Mol Sci. 2019;20:2688.

 132. Robillard E, Alarie Y, Dagenais-Perusse P, Baril E, Guilbeault A. Micro-
aerosol administration of synthetic β-γ-dipalmitoyl-l-α-lecithin in the 
respiratory distress syndrome: a preliminary report. Can Med Assoc J. 
1964;90:55–7.

 133. Blanco O, Pérez-Gil J. Biochemical and pharmacological differences 
between preparations of exogenous natural surfactant used to treat 
Respiratory Distress Syndrome: Role of the different components in an 
efficient pulmonary surfactant. Eur J Pharmacol. 2007;568:1–15.

 134. Bahlmann H, Sun B, Nilsson G, Curstedt T, Robertson B. Aerosolized sur-
factant in lung-lavaged adult rats: factors influencing the therapeutic 
response. Acta Anaesthesiol Scand. 2000;44:612–22.

 135. Finer NN, Merritt TA, Bernstein G, Job L, Mazela J, Segal R. An open 
label, pilot study of Aerosurf® combined with nCPAP to prevent RDS in 
preterm neonates. J Aerosol Med Pulm Drug Deliv. 2010b;23:303–9.

 136. Glaser K, Wright CJ. Aerosolized calfactant in infants with rds: surfactant 
replacement 2.0. Pediatrics. 2020;146:e2020021576.

 137. Nord A, Linner R, Salomone F, Bianco F, Ricci F, Murgia X, et al. Lung 
deposition of nebulized surfactant in newborn piglets: nasal CPAP vs 
Nasal IPPV. Pediatr Pulmonol. 2020;55:514–20.

 138. Shinwell ES, Karplus M, Reich D, Weintraub Z, Blazer S, Bader D, et al. 
Early postnatal dexamethasone treatment and increased incidence of 
cerebral palsy. Arch Dis Child Fetal Neonatal Ed. 2000;83:F177–81.

 139. Tam EWY, Chau V, Ferriero DM, Barkovich AJ, Poskitt KJ, Studholme C, 
et al. Preterm cerebellar growth impairment after postnatal exposure to 
glucocorticoids. Sci Transl Med. 2011;3:1–6.

 140. Adams FH, Towers B, Osher AB, Ikegami M, Fujiwara T, Nozaki M. Effects 
of tracheal instillation of natural surfactant in premature lambs. I. Clini-
cal and autopsy findings. Pediatr Res. 1978;12:841–8.

 141. Ikegami M, Adams FH, Towers B, Osher AB. The quantity of natural 
surfactant necessary to prevent the respiratory distress syndrome in 
premature lambs. Pediatr Res. 1980;14:1082–5.

 142. Jobe A, Ikegami M, Glatz T, Yoshida Y, Diakomanolis E, Padbury J. Dura-
tion and characteristics of treatment of premature lambs with natural 
surfactant. J Clin Invest. 1981;67:370–5.

 143. Mazela J, Merritt TA, Terry MH, Gregory TJ, Blood AB. Comparison of 
poractant alfa and lyophilized lucinactant in a preterm lamb model of 
acute respiratory distress. Pediatr Res. 2012;72:32.

 144. Rey-Santano C, Mielgo V, Gastiasoro E, Valls-i-Soler A, Murgia X. Effect of 
surfactant and partial liquid ventilation treatment on gas exchange and 
lung mechanics in immature lambs: influence of gestational age. PLoS 
ONE. 2013;8:e56127.

 145. Gastiasoro-Cuesta E. Acute and sustained effects of lucinactant versus 
poractant- on pulmonary gas exchange and mechanics in premature 
lambs with respiratory distress syndrome. Pediatrics. 2006;117:295–303.

 146. Sato A, Ikegami M. SP-B and SP-C containing new synthetic sur-
factant for treatment of extremely immature lamb lung. PLoS ONE. 
2012;7:e39392.

 147. Brett Kothe T, Kemp MW, Schmidt A, Royse E, Salomone F, Clarke MW, 
et al. Surfactant plus budesonide decreases lung and systemic inflam-
mation in mechanically ventilated preterm sheep. Am J Physiol Lung 
Cell Mol Physiol. 2019. https ://doi.org/10.1152/ajplu ng.00477 .2018.

 148. Hillman NH, Brett Kothe T, Schmidt AF, Kemp MW, Royse E, Fee E, et al. 
Surfactant plus budesonide decreases lung and systemic responses 
to injurious ventilation in preterm sheep. Am J Physiol - Lung Cell Mol 
Physiol. 2020;318:L41–8.

 149. Hillman NH, Moss TJM, Kallapur SG, Bachurski C, Pillow JJ, Polglase 
GR, et al. Brief, large tidal volume ventilation initiates lung injury 
and a systemic response in fetal sheep. Am J Respir Crit Care Med. 
2007;176:575–81.

 150. Polglase GR, Hillman NH, Ball MK, Kramer BW, Kallapur SG, Jobe AH, 
et al. Lung and systemic inflammation in preterm lambs on continu-
ous positive airway pressure or conventional ventilation. Pediatr Res. 
2009;65:67–71.

 151. Goñi-de-Cerio F, Alvarez A, Lara-Celador I, Alvarez FJ, Alonso-Alconada 
D, Hilario E. Magnesium sulfate treatment decreases the initial brain 
damage alterations produced after perinatal asphyxia in fetal lambs. J 
Neurosci Res. 1932;2012(90):40.

 152. Polglase GR, Barton SK, Melville JM, Zahra V, Wallace MJ, Siew 
ML, et al. Prophylactic erythropoietin exacerbates ventilation-
induced lung inflammation and injury in preterm lambs. J Physiol. 
2014;592:1993–2002.

 153. Seehase M, Jennekens W, Zwanenburg A, Andriessen P, Collins JJ, 
Kuypers E, et al. Propofol administration to the maternal-fetal unit 
improved fetal EEG and influenced cerebral apoptotic pathway in pre-
term lambs suffering from severe asphyxia. Mol Cell Pediatr. 2015;2:4.

 154. Dargaville PA, Lavizzari A, Padoin P, Black D, Zonneveld E, Perkins E, et al. 
An authentic animal model of the very preterm infant on nasal continu-
ous positive airway pressure. Intensive Care Med Exp. 2015;3:13.

 155. Hütten MC, Fehrholz M, Konrad FM, Ophelders D, Kleintjes C, Ottens-
meier B, et al. Detrimental effects of an inhaled phosphodiesterase-4 
inhibitor on lung inflammation in ventilated preterm lambs exposed to 
chorioamnionitis are dose dependent. J Aerosol Med Pulm Drug Deliv. 
2019;32:396–404.

 156. Hütten MC, Kuypers E, Ophelders DR, Nikiforou M, Jellema RK, Niemarkt 
HJ, et al. Nebulization of poractant alfa via a vibrating membrane 
nebulizer in spontaneously breathing preterm lambs with binasal 
continuous positive pressure ventilation. Pediatr Res. 2015;78:664–9.

 157. Bongrani S, Fornasier M, Papotti M, Razzetti R, Curstedt T, Robertson B. 
Dose-response study of surfactant replacement in immature newborn 
rabbits. Prenat Neonatal Med. 1999;4:71–8.

 158. Guo X, Luo S, Amidani D, Rivetti C, Pieraccini G, Pioselli B, et al. In vitro 
characterization and in vivo comparison of the pulmonary outcomes 
of Poractant alfa and Calsurf in ventilated preterm rabbits. PLoS ONE. 
2020;15:e0230229.

 159. Salaets T, Aertgeerts M, Gie A, Vignero J, de Winter D, Regin Y, et al. Pre-
term birth impairs postnatal lung development in the neonatal rabbit 
model. Respir Res. 2020;21:59.

 160. Jiménez J, Richter J, Nagatomo T, Salaets T, Quarck R, Wagennar A, et al. 
Progressive vascular functional and structural damage in a bronchopul-
monary dysplasia model in preterm rabbits exposed to hyperoxia. Int J 
Mol Sci. 2016;17:1776.

 161. Richter J, Jimenez J, Nagatomo T, Toelen J, Brady P, Salaets T, et al. 
Proton-pump inhibitor omeprazole attenuates hyperoxia induced lung 
injury. J Transl Med. 2016;14:247.

 162. Nagatomo T, Jiménez J, Richter J, De Baere S, Vanoirbeek J, Naulaers G, 
et al. Caffeine prevents hyperoxia-induced functional and structural 
lung damage in preterm rabbits. Neonatology. 2016;109:274–81.

 163. Salaets T, Tack B, Jimenez J, Gie A, Lesage F, de Winter D, et al. Simvas-
tatin attenuates lung functional and vascular effects of hyperoxia in 
preterm rabbits. Pediatr Res. 2019;87:1193–200.

 164. Das P, Curstedt T, Agarwal B, Prahaladan VM, Ramirez J, Bhandari S, 
et al. Small molecule inhibitor adjuvant surfactant therapy attenuates 

https://doi.org/10.1159/000508349
https://doi.org/10.1152/ajplung.00477.2018


Page 31 of 31Bianco et al. Respir Res           (2021) 22:71  

•
 
fast, convenient online submission

 •
  

thorough peer review by experienced researchers in your field

• 
 
rapid publication on acceptance

• 
 
support for research data, including large and complex data types

•
  

gold Open Access which fosters wider collaboration and increased citations 

 
maximum visibility for your research: over 100M website views per year •

  At BMC, research is always in progress.

Learn more biomedcentral.com/submissions

Ready to submit your researchReady to submit your research  ?  Choose BMC and benefit from: ?  Choose BMC and benefit from: 

ventilator- and hyperoxia-induced lung injury in preterm rabbits. Front 
Physiol. 2020;11:266.

 165. Salaets T, Gie A, Jimenez J, Aertgeerts M, Gheysens O, Vande Velde G, 
et al. Local pulmonary drug delivery in the preterm rabbit: feasibility 
and efficacy of daily intratracheal injections. Am J Physiol Cell Mol 
Physiol. 2019;2019(316):L589–97.

 166. Ricci F, Casiraghi C, Storti M, D’Alò F, Catozzi C, Ciccimarra R, et al. 
Surfactant replacement therapy in combination with different non-
invasive ventilation techniques in spontaneously-breathing, surfactant-
depleted adult rabbits. PLoS ONE. 2018;13:e0200542.

 167. Dijk P, Heikamp A, Oetomo S. Surfactant nebulisation prevents the 
adverse effects of surfactant therapy on blood pressure and cerebral 
blood flow in rabbits with severe respiratory failure. Intensive Care Med. 
1997;23:1077–81.

 168. Dijk PH, Heikamp A, Bambang OS. Surfactant nebulisation: Lung func-
tion, surfactant distribution and pulmonary blood flow distribution in 
lung lavaged rabbits. Intensive Care Med. 1997;23:1070–6.

 169. Walther FJ, Hernández-Juviel JM, Waring AJ. Aerosol delivery of syn-
thetic lung surfactant. PeerJ. 2014;2:e403.

 170. Kandler MA, Von der Hardt K, Schoof E, Dötsch J, Rascher W. Persistent 
improvement of gas exchange and lung mechanics by aerosolized 
perfluorocarbon. Am J Respir Crit Care Med. 2001;164:31–5.

 171. Zimmermann AM, Roberts KD, Lampland AL, Meyers PA, Worwa 
CT, Plumm B, et al. Improved gas exchange and survival after KL-4 
surfactant in newborn pigs with severe acute lung injury. Pediatr 
Pulmonol. 2010;45:782–8.

 172. Lampland AL, Wolfson MR, Mazela J, Henderson C, Gregory TJ, Meyers P, 
et al. Aerosolized KL4 surfactant improves short-term survival and gas 
exchange in spontaneously breathing newborn pigs with hydrochloric 
acid-induced acute lung injury. Pediatr Pulmonol. 2014;49:482–9.

 173. Rey-Santano C, Mielgo V, Gomez-Solaetxe MA, Ricci F, Bianco F, 
Salomone F, et al. Dose-response study on surfactant nebulization 
therapy during nasal continuous positive airway pressure ventilation in 
spontaneously breathing surfactant-deficient newborn piglets. Pediatr 
Crit Care Med. 2020;21:e456–66.

 174. Rey-Santano C, Mielgo VE, Gomez-Solaetxe MA, Bianco F, Salomone 
F, Loureiro B. Nebulized poractant alfa reduces the risk of respiratory 
failure at 72 hours in spontaneously breathing surfactant-deficient 
newborn piglets. Crit Care Med. 2020;2020(48):e523-2531.

 175. Vento G, Pastorino R, Boni L, Cota F, Carnielli V, Cools F, et al. Efficacy of 
a new technique - INtubate-RECruit-SURfactant-Extubate - “IN-REC-
SUR-E” - in preterm neonates with respiratory distress syndrome: Study 
protocol for a randomized controlled trial. Trials. 2016;17:414.

 176. Rüdiger M, Gregor T, Burkhardt W, Proquitté H, Wauer RR, Schmalisch 
G. Perfluorocarbon species and nebulizer type influence aerosoliza-
tion rate and particle size of perfluorocarbon aerosol. J Crit Care. 
2004;19:42–7.

 177. Murgia X, Gastiasoro E, Mielgo V, Alvarez-Diaz F, Lafuente H, Valls-i-Soler 
A, et al. Surfactant and perfluorocarbon aerosolization by means of 
inhalation catheters for the treatment of respiratory distress syndrome: 
an in vitro study. J Aerosol Med Pulm Drug Deliv. 2011;24:81–7.

 178. Gregor T, Schmalisch G, Burkhardt W, Proquitté H, Wauer RR, Rüdiger M. 
Aerosolization of perfluorocarbons during mechanical ventilation: an 
in vitro study. Intensive Care Med. 2003;29:1354–60.

 179. Arzhavitina A, Steckel H. Surface active drugs significantly alter the drug 
output rate from medical nebulizers. Int J Pharm. 2010;384:128–36.

 180. McCallion ONM, Taylor KMG, Thomas M, Taylor AJ. Nebulization of fluids 
of different physicochemical properties with air-jet and ultrasonic 
nebulizers. Pharm Res. 1995;12:1682–8.

 181. Pharmacopeia US. <1601> Products for Nebulization-Characterization 
Test. Pharmacopeial Forum. 36 (2):534.

 182. Bianco F, Pasini E, Nutini M, Murgia X, Stoeckl C, Schlun M, et al. 
Extended pharmacopeial characterization of surfactant aerosols gener-
ated by a customized eflow neos nebulizer delivered through neonatal 
nasal prongs. Pharmaceutics. 2020a;12:319.

 183. Janssens HM, De Jongste JC, Fokkens WJ, Robben SGF, Wouters K, Tid-
dens HAWM. The Sophia anatomical infant nose-throat (saint) model: 
a valuable tool to study aerosol deposition in infants. J Aerosol Med 
Depos Clear Eff Lung. 2001;14:433–41.

 184. Bianco F, Pasini E, Nutini M, Murgia X, Stoeckl C, Schlun M, et al. In vitro 
performance of an investigational vibrating-membrane nebulizer with 
surfactant under simulated, non-invasive neonatal ventilation condi-
tions: Influence of continuous positive airway pressure interface and 
nebulizer positioning on the lung dose. Pharmaceutics. 2020b;12:257.

 185. Mitchell JP, Nagel MW. Particle size analysis of aerosols from medicinal 
inhalers. KONA Powder Part J. 2004;22:32–65.

 186. Montigaud Y, Périnel S, Dubus JC, Leclerc L, Suau M, Goy C, et al. 
Development of an ex vivo respiratory pediatric model of bronchopul-
monary dysplasia for aerosol deposition studies. Sci Rep. 2019;9:5720.

 187. Minocchieri S, Burren JM, Bachmann MA, Stern G, Wildhaber J, Buob S, 
et al. Development of the premature infant nose throat-model (PrINT-
Model)—an upper airway replica of a premature neonate for the study 
of aerosol delivery. Pediatr Res. 2008;64:141–6.

 188. Youngquist TM, Richardson CP, DiBlasi RM. Effects of condensate in the 
exhalation limb of neonatal circuits on airway pressure during bubble 
CPAP. Respir Care. 2013;58:1840–6.

 189. Longest PW, Holbrook LT. In silico models of aerosol delivery to the 
respiratory tract—development and applications. Adv Drug Deliv Rev. 
2019;16:7–26.

 190. Carrigy NB, Ruzycki CA, Golshahi L, Finlay WH. Pediatric in vitro and in 
silico models of deposition via oral and nasal inhalation. J Aerosol Med 
Pulm Drug Deliv. 2014;27:149–69.

 191. Goikoetxea E, Rivas A, Murgia X, Antón R. Mathematical modeling and 
numerical simulation of surfactant delivery within a physical model of 
the neonatal trachea for different aerosol characteristics. Aerosol Sci 
Technol. 2017;51:168–77.

 192. Longest PW, Bass K, Dutta R, Rani V, Thomas ML, El-Achwah A, et al. Use 
of computational fluid dynamics deposition modeling in respiratory 
drug delivery. Expert Opin Drug Deliv. 2019;16:7–26.

Publisher’s Note
Springer Nature remains neutral with regard to jurisdictional claims in pub-
lished maps and institutional affiliations.


	Aerosol drug delivery to spontaneously-breathing preterm neonates: lessons learned
	Abstract 
	Background
	Factors affecting lung deposition in preterm neonates
	Intrinsic factors affecting lung deposition
	Anatomy of the respiratory system of premature infants
	(Patho)Physiology of the premature lung
	Practical example of aerosol deposition in a spontaneously-breathing premature infants

	Extrinsic factors affecting lung deposition
	Aerosol delivery devices
	Aerosol characteristics
	Non-invasive respiratory support
	Pressure-controlled devices with constant flow
	Standard ventilators
	Bubble CPAP
	NIPPV
	Pressure-controlled devices with variable flow
	Bilevel CPAP (BiPAP)
	Flow-controlled devices

	Position of the nebulizer in the respiratory circuit
	Nebulizer in the Inspiratory Limb

	Nebulizer between the Y-piece and the patient interface 
	Non-invasive ventilation interfaces 

	Aerosol synchronization
	Non-invasive ventilation circuit humidity and temperature
	Miscellaneous


	Clinical studies with nebulized drugs during NIV
	Considerations for the development of aerosol therapies for spontaneously-breathing preterm infants
	Limitations of the regulatory guidelines
	In vivo models
	In vitro models


	Conclusions and perspective
	Acknowledgements
	References


